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Nowadays,  conventional  pharmaceutical  manufacturing  is  generally  accomplished 
using batch processing with laboratory testing conducted on randomly collected samples to 
evaluate their conformity. The latter approach slows down the batch release step as most of 
those  conformity  tests  are  carried  out  on  end‐product  samples.  Moreover,  most 
manufacturing processes are performed with frozen process parameters, any changes in the 
manufacturing  procedure  requiring  a  new  regulatory  submission.  Based  on  the  previous 
considerations, FDA proposed a new concept: Process Analytical Technology (PAT) which can 
be  defined  as  “a  system  for  designing,  analyzing,  and  controlling manufacturing  through 
timely measurements  (i.e., during processing) of critical quality and performance attributes 




To ensure  the  final product quality, PAT  requires adequate process analyzers. These 
analyzers  should be used  first  to  identify  the processing  steps  impacting  the most on  the 
targeted  product  performance.  Next,  the  real  time  monitoring  of  the  identified  critical 
processing  steps  should  be  achieved  with  analytical method  developed  on  the  selected 
process analyzers. Based on the collected data, the product critical quality attributes can be 
monitored and  if necessary adjusted  in real  time by means of  feed‐back and  feed‐forward 
control loops enabling to keep the manufacturing within the defined product specifications. 
 
Depending  on  the  proximity  between  the  manufacturing  line  and  the  process 
analyzers,  off‐line,  at‐line,  on‐line  and  in‐line  measurements  can  be  performed.  Off‐line 
defines  a measurement where  the  sample  is  removed,  isolated  from,  and  analyzed  away 
from the process stream. The concept  is the same for the at‐line measurement except that 
the analysis  is performed  in close proximity  to  the process stream. On‐line characterizes a 
measurement where  the  sample  is diverted  from  the manufacturing process, and may be 
returned to the process stream. If the manufacturing line and process analyzers allow it, in‐
line measurements are the shortest and ideal way to monitor the insight of a process as the 
sample  is  not  removed  or  diverted  from  the  process  stream.  This measurement  can  be 
invasive  or  non‐invasive.  The  data  gathered  during  the  production will  provide  a  better 
process  understanding  and  may  also  enable  the  Real  Time  Release  (RTR)  of  the 
pharmaceutical  batches  which  is  defined  by  “the  ability  to  evaluate  and  ensure  the 
acceptable quality of in‐process and/or final product based on process data” [1]. 
 
Facing  the  requirements  of  the  PAT  tools,  there  is  a  need  for  analytical  techniques 
being able to acquire a large amount of data within seconds during all the critical steps of a 









towards  the  pharmaceutical  industries  to  gain  a  comprehensive  understanding  of  their 
processes together with an accurate estimation of their robustness and reliability. Instead of 
providing  solutions  to meet  these demands and  requirements, authorities have published 
guidelines establishing the philosophy to achieve these expectations [1‐5]. In the ICH Q8(R2) 
guideline  on  pharmaceutical  development  [3],  the  emphasis  is  put  on  the  “Quality  by 
Design” concept, stating that the quality should not be tested  into products, but should be 
built  in.  The  Design  Space  concept  is  also  introduced  in  this  guideline,  which  is  “the 
multidimensional combination and  interaction of  input variables  (e.g., materials attributes) 
and  process  parameters  that  have  been  demonstrated  to  provide  assurance  of  quality”. 
Furthermore, ICH indicates that as long as the process and formulation parameters are kept 
within  the  defined  Design  Space,  no  regulatory  post  approval  change  is  needed. 
Furthermore,  the Design Space of a process also guarantees  its  reliability and  robustness, 
supporting the quality risk management system. 
Facing  the challenges and expectations of  the  ICH Q8(R2) guideline on  the pharmaceutical 
development, the process analyzers as described in the PAT concept can be advantageously 
integrated  in  a  general  Quality  by  Design  quality  system  to  provide  reliable  real  time 
information helping to define the process design space.  
Accordingly,  this  combination  of  real  time  analysis  together  with  advanced  process 
understanding  and  improved  quality  risk  management  are  clearly  promoting  factors  to 
achieve  consistent  product  performance  as  requested  by  the  ICH  Q10  guideline  on  the 
pharmaceutical quality system [5].  
 
Besides,  in  addition  of  being  highly  encouraged,  the  key  concepts  and 
recommendations appearing  in  the  ICH Q8(R2), Q9 and Q10 guidance  to  industry are now 
becoming more and more mandatory: this can be read in the recent Manual of Policies and 
Procedures (MAPP) 5016.1 document for the chemistry, manufacturing, and controls (CMC) 
reviewers  in  the Office of  the Pharmaceutical Science  (OPS)  [6]. The document  is effective 
since 2nd August of this year and clearly highlights the use of PAT and QbD as follows: 
 
“Reviewers  should  determine  whether  an  application  includes  sufficient  enhanced 
knowledge that demonstrates the applicant’s understanding of materials attributes, 
manufacturing processes, and  controls  for product quality  to  support  the proposed 
flexible  regulatory  approaches.  Examples  of  flexible  regulatory  approaches  are  as 
follows: 












applications,  the  emphasis will  be mainly  put  on NIR  spectroscopy  as  a  process  analyzer 
while a potential application using Raman spectroscopy will also be considered. Indeed, the 
latters  have  been  applied  in  numerous  PAT  applications  to  monitor  pharmaceutical 









noticed  in  1800  that  the  area  below  the  red  end  of  the  visible  spectrum  provided  a 
significant heating effect [45]. The near infrared (NIR) radiation was discovered. 
In  1881,  Abney  and  Festing,  using  photographic  plates,  recorded  the  spectra  of  organic 
solvants within the 1000‐1200 nm wavelength range [46]. Their observations highlighted the 
importance of the hydrogen bond in the NIR spectrum. 
Combining  a  rock  salt  prism  with  a  thermopile  connected  to  a  galvanometer,  Coblentz 
created  the  first NIR  spectrometer.  Even  though  each  substance  had  its  own  fingerprint, 
Coblentz found out that defined functional groups experienced some specific trend  in their 
spectral  features suggesting  the possibility  to extract structural  information out of  the NIR 
spectra [47]. 
 
The  first  quantitative  application  using NIR  spectroscopy was  developed  in  1912  by 
Fowle who  determined  the  atmospheric moisture  content  [48].    Later  on,  Ellis  and  Bath 
studied the interaction between water and gelatine in 1938 [49]. 
 
NIR  spectroscopy  made  a  step  forward  when  the  lead  sulphide  semi‐conductor 
detector became commercially available in the 1950s. However, NIR research activities were 
slower  than  in  the  mid‐infrared  (MIR)  field.  This  was  linked  to  the  fact  that  the  wide 
absorption  bands  observed  in  the  NIR  field made  spectral  visual  interpretation  difficult. 
Consequently, parallel to the improvement of the optics, there was a need for new tools to 
extract the relevant information out of the NIR spectra.  Therefore, the recent developments 











Figure 1 clearly shows that vibrational spectroscopy has been  increasingly  involved  in 
multicomponent analysis during the last decade [50]. In terms of publication number, among 
FT‐IR  and  Raman  techniques,  NIR  spectroscopy  seems  to  stand  on  the  first  place  for 
multicomponent analysis.  Reasons for this increasing success may be first the improvements 
made  in Chemometrics: data exploration and  interpretation  is now  facilitated with  stand‐
alone  chemometric  software based on user  friendly point‐and‐click  environment.  Second, 
the availability of NIR spectrometers dedicated to various applications such as routine use, 
research and development and process monitoring together with the emergence of chemical 
imaging broadens the applicability of NIR spectroscopy.  Indeed,  it  is now being used  in the 
food  [51‐52],  fuel  [53‐54] and pharmaceutical  industry  [55‐57]. Within  the pharmaceutical 
industry, NIR spectroscopy has been used  to monitor critical quality attributes such as  the 
API content [9‐10,25‐36,38], the moisture content [12‐16,24,34,37,39,40‐43], solid state[18, 
37  38,  40,  43],  blend  uniformity  [7‐11],  bulk  density  [16],  hardness  [25,  31,  36],  coating 
[9,17,19‐21,23] and particle size distribution [13,16,31]. Moreover, compared to tedious and 
time consuming reference methods (e.g. HPLC, dissolution bath testing, ...) , the fact that NIR 
and  Raman  spectroscopy  allows  simultaneous  analysis  of multiple  sample  critical  quality 
attributes from the same sample in a single spectral acquisition without  sample preparation 
and  environmental  sides  effects    may  also  justify  their  increasing  success.  Finally,  as 
discussed previously, the use of process analyzers such as NIR and Raman spectroscopy to 













As  can  be  seen  from  Figure  2,  NIR  spectroscopy  encompasses  the  spectral  region 























Light  is  a  radiation  consisting  in  the  combination  of  an  electric  and magnetic  field 
perpendicular  to  each  other  and  also  perpendicular  to  the  propagation  direction 






















I.2.2.3. The absorption phenomenon of NIR spectroscopy 
 
To  take  into  account  the  absorption  phenomenon,  it  is  necessary  to  consider  the 
electromagnetic wave as a protons flux which energy is proportional to the wave frequency. 






























If a  transition occurs between  the non‐excited state  (V=0) and  the  first excited state 
(V=1), the transition corresponds to the fundamental absorption. 
From  this model,  it  is observed  that 2 elements  are  required  for  the  vibration  to exist,  a 
dipole moment  is  needed.  The  previous  consideration  leads  to  the  fact  that MIR  has  a 
discriminant ability for polar groups. 
However, the harmonic oscillator has major limitations: a chemical bond does not have only 
one  but  multiple  vibration  frequencies:  the  fundamental,  the  overtones  and  the 











Where  V,  De,  a  and  req  are  respectively  the  potential  energy,  the  dissociation  energy,  a 
specific constant of the atomic bonds and the equilibrium internuclear distance. 
 



















easily understand  that visual  identification directly  from  the NIR  spectra  is  rather difficult. 
This latter issue is caused mainly by the nature of the atomic bonds involved in the NIR signal 
and by an overlapping between the absorption bands which  is explained by the overtones 

























For  dispersive  instruments,  the  NIR  beam  emitted  by  the  source  is  separated 













FT‐NIR  instruments are based on  the Michelson  Interferometer system which directs 
the NIR beam as described in Figure 7: the NIR beam coming from the source is divided into 
2  beams  by  a  beamsplitter. One  beam  is  directed  on  a moving mirror while  the  other  is 
directed on a  fixed mirror. Further,  the separated beams are  reflected and  recombined at 
the beamsplitter. According  to  the difference of  travel distance happening between  the 2 









The  technical  differences  between  dispersive  and  FT  instruments  have  significant 
consequences  in terms of spectral quality. Figure 8 shows  the NIR reflectance spectra of a 




























The  velocity of  the moving mirror of  the  FT  interferometer  is  controlled by  a HeNe 
laser whose wavenumber is stable and defined accuratly. It acts like an internal reference for 





The  resolution  of  dispersive  instruments  is  set  by modifying  the  slit width  for  the 





NIR  spectroscopy  typically  follows  the energy  conservation  law: when  the NIR beam 
reaches  the matter,  the  intensity  of  the  incident  beam  I0 must  be  equal  to  the  sum  of 




























 The  transmission  mode  has  the  advantage  to  analyze  the  entire  sample.  This 
measurement mode is particularly suited for tablets if the sample thickness is not too high. 
However,  as  it  requires  a  detector  at  the  opposite  side  of  the measurement  point,  this 
measurement mode might not be adequate for in process measurement. Indeed, the use of 
a  transmission  compartment  might  be  too  invasive,  especially  for  a  solid  form  process 
monitoring.  However,  pipe‐mounted  transmission  cells  are  well  accepted  for  the 
manufacturing of pharmaceutical liquid forms. 
 





to  the NIR  light which  is  directly  reflected  at  the  surface  of  the  sample.  It  only  contains 
information  related  to  the  physical  property  of  the  sample.  On  the  other  hand,  diffuse 






the  light scattered  then goes  to  the detector. Diffuse  reflection contains both  the physical 
and  chemical  features  of  the  sample.  The  reflected  light  containing  specular  and  diffuse 





  R =  IR / I0 (10)











Compared  to  the  transmission measurement mode,  reflection measurement  offers 
much more flexibility for process interfacings as it does not require the detector at the other 
side of the measurement point. However, the low penetration depth of the NIR beam (5 mm 
or  less  depending  on  the  sample  density)  is  the main  disadvantage  of  this measurement 
mode:  in case of high sample  thickness and density,  this measurement mode can be used 
only  for  homogeneous  samples.  However,  other  possibilities  exist  to  measure  non 
homogeneous powders. As an example, the use of a rotating cup can be useful to acquire 















the  detector  without  loss  of  intensity.  As  shown  in  Figure  11,  an  optical  fiber  basically 




reflection. The critical angle can be defined based on  the  refractive  index value difference 









As  no  sample  preparation  is  required,  the  technique  can  be  used  in  various 
environments  and  directly  in  the manufacturing  area,  at‐line,  on‐line  or  in‐line.  The  non‐
destructive  feature  of  NIR  spectroscopy  allows  to  keep  the  sample  intact  in  the 
manufacturing line. 
  















NIR  measurements  and  results  collection  can  be  performed  within  seconds. 





Although most  of  the measurements  are  performed  using  diffuse  reflection.  Other 



















multiple  sample measurement modules would be  the most adequate  choice. However,  in 



























and  a  reference  method  (Liquid  chromatography  for  API  content  determination  for 




















Sometimes  the  analyst  does  not wish  to  analyze  the  physical  features  of  a  sample. 










As  discussed  in  the  previous  NIR  section,  there  is  a  need  for  mathematical  and 
statistical  tools  to extract  relevant  information, either chemical or physical, out of  the NIR 
spectra.  Indeed,  the  wide  overlapping  absorption  bands  due  to  poorly  specific  organic 
groups make visual  spectra  interpretation difficult or  impossible. Besides, as each  spectral 






Many  factors  could  be  responsible  for  these  variations:  change  of  optical  path  length 
between  the  samples,  moving  particles  effect  during  in‐line  process  monitoring,  probe 
displacement,…  The  impact  of  such  uncontrolled  parameters  on  the  NIR  spectra  can  be 
significant as they can hide the relevant spectral features. Therefore, signal pre‐processings 
are used to reduce their  impact. Regarding the  investigated property of  interest, attention 
must be paid on the selection of the signal pre‐processing. One would not want to select a 
signal pre‐processing that reduces the effect of the property of  interest  in the NIR spectra. 







o Multiplicative Scatter Correction (MSC) 
 
Multiplicative  Scatter  Correction  (MSC)  is  a  well  known  signal  pre‐processing  that 
reduces the effect of scattered light on diffuse reflectance spectra [61]. On a calibration set 
for example, MSC performs as  follows:  first a  reference  spectrum  is  selected. Most of  the 
time  the  reference  spectrum consists  in  the mean  spectrum of  the calibration  set. All  the 
calibration set spectra are then regressed  linearly against the reference spectrum. Further, 




































Standard Normale Variate  (SNV)  corrects uncontrolled  spectral  variations  [62]. On  a 
sample spectrum,  it performs as follows: each variable absorbance  is first corrected by the 
mean  absorbance  of  the  spectrum.  The  previous  result  is  then  divided  by  the  standard 
deviation of the variables under investigation. 
 
Figure  13  show  the  spectra  of moving  pharmaceutical  pellets with  3  different  API 















Smoothing aims  to  reduce  the spectral noise,  taking  into account  that spectral noise 
can hide the relevant physical or chemical information. The most used smoothing technique 
is  the Savitzky‐Golay  smoothing  filter which basically performs as  follows:  the  spectrum  is 







the  larger  the window  size and  the  lower  the polynomial degree will be,  the  stronger  the 
smoothing effect will be. 
 
Derivative  signal  pre‐processing  can  be  used  to  reduce  baseline  shifts  between  the 
spectra  in order  to extract physical  spectral  information. Besides,  it  can  also  improve  the 
resolution  between  overlapping  absorption  bands.  However,  derivative  transformation  is 
highly sensitive to spectral noise which could hide the relevant  information. Consequently, 




caffeine  powder  before  and  after  the  signal  preprocessing  (Savitzky‐Golay  [polynomial 
order:2 and filter width 25] followed by 1st derivative.). From this Figure, it can be seen that 











follows:  given  a  series  of  spectra  recorded  with  absorbance  values  corresponding  to  3 










































PCA  is one of  the mostly used  classification method  for data  exploration  [64]. As  it 
describes only the major trends within X without maximizing the covariance between X and 
reference measurements,  e.g.  the  active  content  of  each  sample  row,  this  classification 
method is unsupervised. Other Classification methods (supervised or unsupervised) include: 
Linear  Discriminant  Analysis  (LDA)  [65],  Soft  Independent  Modelling  of  Class  Analogy 





o Partial Least Squares (PLS) regression 
 
The objective of Partial Least Squares  (PLS)  regression  is  to combine some  reference 
measurements with  their corresponding  spectral data  in order  to create a model  that will 
further  only  need  spectral  data  to  predict  some  reference measurements.  Consequently, 
two  data  blocks  are  needed  to  perform  PLS  regression:  the  y  block  which  contains  the 
reference  method  results  and  the  X  block  containing  the  corresponding  data  set. 
Accordingly, contrary to PCA, PLS is a supervised method. 
Reference measurements  represent  the analytical  results obtained with  the conventionnal 























as  described  by  the  EMA  “guideline  on  the  use  of  near  infrared  spectroscopy  by  the 







method.  Indeed,  one  has  to  be  aware  that NIR  is  a  relative  analytical  technique:  it  only 
provides  samples  spectra.  Therefore,  there  is  a  need  to  bind  the  collected  spectra with 
concentrations of the property of interest to build the NIR model. The developed model will 
no  longer  need  the  reference method  to  predict  a  quantitative  result. Depending  on  the 
nature of  the  investigated property of  interest,  a wide  range of  reference methods exist. 












be  included  in  the validation  set  to properly evaluate  the accuracy and  robustness of  the 
model. Depending on the manufacturing process of the studied formulation, many sources 











excipients. As an example,  in case of a NIR model able  to determine  the API content of a 
formulation,  different  batches  of  API  as well  as  different  batches  of  excipients must  be 
integrated  in the calibration and testing sets.  Indeed, chemical and physical variability may 










targeted  manufacturing  conditions.  However,  slight  modifications  of  the  manufacturing 
conditions  can  occur  leading  to  slight  differences  between  the  batches.  Besides,  a  batch 











from  the  ones manufactured with  an  industrial manufacturing  tool.  Therefore,  industrial 





If  operators  have  been  demonstrated  to  influence  the  NIR measurement, multiple 
operators must be integrated as a variability source in the model. For example: in case of the 












This  can  be  due  to modification  of  the  atmospheric  conditions  (temperature,  humidity, 
luminosity) or  to  slight variations  in  the optics of  the NIR  spectrometer. Therefore,  in  the 
calibration and validation protocols, the same batches are analyzed at different days. 
 










Where  yipred  is  the  predicted  concentration  of  the  sample  i  that  is  included  in  the model 




Model  selection  and optimization  is usually performed by means of  cross‐validation 
which  is a fast and easy way to obtain a first estimation about the model ability to predict 







not  include sample  i).  If only one  test spectrum  is extracted per cross validation  loop,  the 
procedure is called leave‐one‐out cross validation. The latter procedure is particularly suited 
for  small  calibration  sets.  Indeed, with  a high  sample number,  the extraction of only one 
sample will not have  a  significant  impact on  the model  construction which will  therefore 
provide optimistic and unrealistic RMSECV values. Depending on  the  test sample selection 
scheme,  other  cross‐validation  procedures  exist:  this  includes  venetian  blinds,  contiguous 
blocks,  and  random  sub  sets  [73].  The  selection  of  the model  number  of  PLS  factor  is 
evaluated with the plot: RMSECV versus the number of PLS factors. The optimal number of 
PLS factors is selected from the moment the RMSECV is low and stable. A selection of higher 










Once  the model has been optimized,  it  is validated with  the external validation  set. 
This  leads to the calculation of the Root Mean Square Error of Prediction (RMSEP) which  is 
computed  the  same way  as  RMSEC  except  that  yipred  refers  to  samples  that were  never 







 If  the RMSEP  and RMSEC  are  both  low  and  close  to  each  other,  it means  that  the 
model  is  accurate  and  robust  enough.  However,  if  the  RMSEP  is  too  high,  further 
optimization  is  necessary.  If  the  RMSEP  is  still  high  after  the  optimization,  one  has  to 




to  visualize  the  accuracy  of  the  NIR  model  over  the  investigated  concentration  range. 













analytical  method  validation  enabling  to  test  the  suitability  of  the  analytical  method 
regarding its purpose: to quantify accurately the property of interest [74]. Once the accuracy 
of  the  analytical method  has  been  demonstrated  to  be  in  full  accordance  regarding  its 
purpose, the analytical method is then ready to be used in routine conditions. However, the 
previous  lifecycle  illustration  is  dynamic.  Any  modification  of  the  analytical  method 












In  the  present  thesis,  the  developed  analytical  methods  were  validated  using  the 
accuracy profile approach which takes  into account the total error  in the validation results. 





plots  the  bias  which  corresponds  to  the  relative  error  (100  X  ((NIRprediction‐reference 
method  result)/reference method  result)) against  the  range of concentration  investigated. 
The ± λ lines define the acceptance limits of the NIR method, they are defined by the analyst 






Compared  to  confidence  interval  which  only  takes  into  account  the  existing  results, 
tolerance intervals allow predicting a region of concentration where each future result has a 














the  accuracy  of  the  NIR  method  all  over  the  property  of  interest  concentration  range 
investigated. For example,  if  the  reason  for a poor RMSEP  is caused only by  the  results of 









as  it also provides  information on  the molecule vibrations  [84]. However,  contrary  to NIR 
spectroscopy which  is based on the absorption and reflection of  light, the Raman spectrum 
arises  from  a  scattering  of  light  by  the  vibrating molecules.  Indeed, when  the  radiation 







‐  Stokes  and  anti‐Stokes  Raman  scatterings  characterized  by  a modification  of  the 





difference  between  these  2  scatterings  lies  in  the  photon  frequency  decrease  or 
increase.  Regarding  the  Stokes  scattering,  the  energy  of  the  scattering  proton  is 
reduced:  the molecule  goes  from  the  fundamental  to  the  first  excited  vibrational 












or wavenumbers  does  not  allow  the  harmonization  between  the  spectra  collected  under 
different Raman configurations. Accordingly, the X axis is usually expressed as a Raman shift 




















rings  (many APIs).  Indeed,  there  is often no overlap between  the  first atoms and benzene 
rings which have a strong Raman response around 1000 cm‐1. Accordingly, the  intensity of 
the API bands will be most of the time stronger than the excipients bands, making Raman 
spectroscopy  an  interesting  technique  for  the  API  evaluation  inside  a  pharmaceutical 
formulation.  One  can  relativize  the  previous  consideration  as  many  pharmaceutical 





require minimal  sample  preparation  and  it  is  compatible  with  optical  fibers  accessories 
making reaction and process monitoring possible. Raman spectroscopy can also be used to 
analyze substances in various states: in gas, liquid and solid states. Moreover, the technique 




signal  to  noise  ratio  is  low,  are  often  partially  affected  or  totally  overwhelmed  by 
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The  concept  of  Process Analytical  Technology  (PAT) was  introduced  in  2004  by  the 
FDA. At that time batch release was achieved by means of end product testing. Contrary to 
post‐manufacturing  end  product  testing,  which most  pharmaceutical  companies  are  still 
doing nowadays,  the goal of  the PAT  initiative was  to enable Real Time Release  (RTR),  i.e. 








data  collected  during  the  manufacturing  processes  can  clearly  improve  the  process 





concept attractive  for the Pharmaceutical  Industry, the  lack of practical documents slowed 
down  its  implementation  in  the  manufacturing  line.  However,  recent  guidelines  on 
multivariate  model  calibration  and  validation  as  well  as  the  increasing  number  of  PAT 










method,  its  validation  is mandatory.  Nowadays,  a major  trend  in  the  analytical method 
development  consists  in evaluating  the  risk  to obtain  future  analytical  results outside  the 
analytical method  acceptance  limits.  Accordingly,  the  present  study  will  also  investigate 




development  of  NIR  methods,  qualitative  and  quantitative  to  control  critical  quality 










a pharmaceutical manufacturing  area.  In  addition,  as  it  is well  known  that polymorphism 
influences  powder  properties  and  process‐ability,  a  case  study  of  API  raw  material 




In  the  second  place,  the  ability  of  NIR  to  assess  the  API  content  in  a  low  dose 
formulation will be  challenged.  The  chosen model  formulation will  consist  in  a 2 %  (w/v) 
acetaminophen  syrup.  Using  a  transmission  liquid  probe  accessory,  a  NIR model  able  to 
determine  the acetaminophen  content will be developed and  then  fully validated. Finally, 
the use of the NIR method will be extended to the real time API monitoring of syrups during 
addition of placebo and non‐placebo  syrups. The agreement between  the NIR predictions 
and  the  calculated  reference  results  will  be  checked  and  the  feasibility  of  an  in‐line 
application will be discussed.   
 
Later  on,  keeping  in  mind  the  concept  of  real  time  batch  release,  we  will  try  to 




be  necessary  to  determine  the moisture  content  of  the  coated  pellets.  Finally,  using  the 






Finally,  the emphasis will be put on  the use of NIR and Raman  spectroscopy as PAT 
tools  for  the manufacturing  of  a  polymeric  drug  reservoir  formulation.  3  critical  quality 
attributes of silicone‐based drug reservoirs will be studied. First, the crosslinking process will 
be monitored  at  different  temperatures.  Further,  the  API  homogeneity  within  the  drug 





































































Within  the  framework  of  the  pharmaceutical  manufacturing  line,  the  aim  of  the 
present  study was  to develop  a near  infrared  (NIR) method  able  to  identify  [1‐3]  the API 
processed in standardized polyethylene (PE) bags at SMB’s pharmaceutical industry. Indeed, 
the  raw materials  selection, weighting and dispatching  step  is  the  first  critical  step of any 
pharmaceutical  manufacturing  process  having  a  major  impact  on  the  final  product 
performance.   A NIR  identification method was  therefore developed using a handheld NIR 




































Labscale  API  samples  in  PE  bags  were  analyzed  with  a  Fourier  transform  NIR 
spectrometer  (Matrix‐F  duplex,  Bruker  Optics,  Ettlingen,  Germany)  equipped  with  a 
temperature stabilized  indium‐gallium‐arsenic (InGaAs) detector, thermoelectrically cooled. 
The NIR  spectra were  collected with  a NIR  reflectance  hand‐held  probe  for  solids  (probe 
head  length  =  80  mm;  probe  diameter  =  10  mm).  A  background  spectrum  using  a 
Spectralon®  diffuse  reflectance  standard  (Labsphere,  North  Sutton,  USA)  was  acquired 
before analyzing a new API sample. The background and sample measurement acquisition 
were triggered by the hand‐held probe. The NIR probe makes contact with the PE bag during 































each  group  corresponding  to  one  API.  Principal  Component  Analysis  (PCA)  was  then 










































Afterwards,  the  identification method  is  internally  validated  as  follows:  each  of  the 
original spectra  is checked against all mean spectra  in the  library to verify that there  is no 
overlapping between the established group thresholds. 
 
The proximity between  the  critical  thresholds  is  indicated by  the  selectivity which  is 
the  ratio  of  distance  D  between  average  spectra  to  sum  of  threshold  values  T1  and  T2 
(cluster radii). 
 






Finally,  the  reliability  of  the  developed  identification  method  is  tested  with  new 
samples with a known API identity but never included in the reference spectral library. Each 
new  spectrum  is  checked  against  all mean  spectra  in  the  library.  In  addition,  it  is  also 



















the  calibration  protocol  to  add  the  variability  linked  to  the  pressure  applied  during  the 




















6000‐5330  cm‐1.  Accordingly,  spectral  ranges  outside  the  PE  bag  absorption  bands were 
chosen for the development of the identification method (cf. Figure 3).  Even though 2 types 









For  the  primary  identification method,  SNV was  selected  as  it  is  able  to  lower  the 
spectral  variations  linked  the  physical  variabilities,  highlighting  the  chemical  differences 
between the samples. 
 







































































Secondary  and  ternary  identification  methods  were  therefore  developed  for  the 
identification of  the  remaining overlapping  groups.  These methods  are parametered with 




can be  found with acetaminophen.  Indeed,  the pharmaceutical  industry processes 2 main 
acetaminophen grades: acetaminophen for direct compression where a defined amount of 


















As  can  be  seen  from  Figure  4,  ternary methods  (ID  3)  were  also  developed  for  2 
purposes: 
‐ From  a  chemical  point  of  view,  to  differentiate  acetaminophen  DC284  from 
acetaminophen PVP3. 

















As  can be  seen  in Table 5,  the use of  secondary and  ternary  identification methods 


















The external validation phase  is carried out  in  the manufacturing area with  full scale 
new samples, with known API identity, never included in the identification method spectral 












































































area was  developed:  the method  internal  validation  demonstrated  that  not  only  the  API 























































































The  aim of  the present  study was  to develop near  infrared  (NIR)  and X‐ray powder 
diffraction methods  (XRPD)  able  to  determine  pure  crystalline  form  II  of  fluconazole  in  a 
binary polymorphic mixtures containing form  II and  III.  In order to give a first performance 
estimation  of  both methods,  these  latters  were  pre‐validated  using  accuracy  profiles,  a 







































Nowadays, polymorphism determination  in pharmaceutical  solid drug  substance has 
become a major matter of concern for the Pharmaceutical Industry as a proper knowledge of 
the  crystalline  transformations  is  requested  by  the  regulatory  authorities.  According  to 
polymorphic  form, physical and  chemical properties of drug  (e.g. melting point,  solubility, 
dissolution  rate,  chemical  reaction  and  resistance  to  degradation)  may  be  potentially 
different  and  affect  its  bioavailability,  process‐ability,  and  chemical  and  physical  stability. 
Therefore, it is crucial to identify the optimal polymorphic form during the early R&D stages.  
 
FDA’s Process Analytical Technology  (PAT)  is  “a  system  for designing, analyzing, and 
controlling manufacturing  through  timely measurements  (i.e., during processing) of critical 
quality and performance attributes of raw and in‐process materials and processes, with the 
goal  of  ensuring  the  final  product  quality”.  In  a  PAT  context,  regulatory  authorities  have 
established  the  need  to  control  polymorphic  forms  used  as  drugs  in  order  to  ensure  the 
integrity of the targeted polymorphic form during the manufacturing process and storage [1‐
5]. Based on its advantages such as suppression of samples preparation and of destruction, 
fast  data  acquisition  and  interfacing  with  manufacturing  processes  using  probes,  NIR 
spectroscopy matches the requirements of PAT. 
 
Fluconazole  (Figure  1)  is  a  synthetic  antifungal  agent  belonging  to  the  group  of 











compression  or  during  the  storage  in  standard  ambience  conditions  of  temperature  and 








in binary mixtures  [13]. On  the other hand, Bourichi et  al. demonstrated  the  relationship 
between the presence of specific impurities and polymorphic form [17]. 
 
Analytical method pre‐validation  is  the  first evaluation  step of  the method accuracy 
and  it helps  the analyst  to optimally design  the validation experiments.  In previous works, 
accuracy  profiles,  a  statistical  approach  based  on  β‐expectation  tolerance  intervals  was 
found  to be advantageous  to evaluate quantitative method accuracy  in pre‐validation and 
validation stages [18‐20].  
 
In  a  full  accordance with  the  PAT  framework,  using  fluconazole  as  the model  raw 
material,  the aims of  the present paper are  firstly  to develop a  fast near  infrared method 
(NIR)  for  the  determination  of  pure  crystalline  form  II  in  binary  polymorphic  mixtures 








(Andrea Pradesh,  India) and Pfizer  (Dublin,  Ireland),  respectively. The purity of both  forms 
was  greater  than  99%.  The moisture  content  of  forms  II  and  III were  0.46%  and  0.31%, 
respectively. 
 
All  the  samples  consisted  in  very  fine white  powder  and were  delivered  in  sealed 





























NIR  spectra  of  samples  put  in  vials  were  recorded  in  reflexion  mode  using  a 
multipurpose analyzer  Fourier  transform near  infrared  spectrometer  (MPA, Bruker Optics, 
Ettlingen, Germany)  equipped with  a  semi‐conductor  room  temperature  sulfide  lead  (RT‐






The X‐ray powder diffractograms of  the  samples were  recorded between 5  and 35° 
(2θ),  at  room  temperature,  using  a  D8  Advance  Bruker  AXS  spectrometer  fitted with  an 
































results  for  each method.  The  aim  of  this  direct method  comparison  is  used  to  evaluate 
whether  the  two analytical  techniques  can be  interchangeable. A  linear mixed model was 
thus  fitted on the results differences versus their average together with  its 95% prediction 
interval.  The  computations  were  performed  using  nlme  package  of  R  v2.9.1  (CRAN, 












ranges  and  common  pre‐processing  techniques  of  near  infrared  spectral  data  such  as 
spectral  derivatives  (Savitzky‐Golay  derivation)  and  scatter‐correction methods  (Standard 
Normal  Variate  and  Multiplicative  Scatter  Correction)  [22].  Based  on  the  number  of 
components  in  the mixtures, which  are present  in  the  calibration  set,  the number of PLS 
latent variables of each calibration model was set to 2. Table 1 displays the parameters of 
the  predictive models.    The  best  results were  obtained when  the  spectral  data was  first 



































2  1.07  1.18  0.966 
(c)  First derivative + MSC  9200‐6500  2  0.458  0.578  0.538 
(d)  SNV  8005‐4915  2  0.729  0.750  0.800 






















In  this  study,  pre‐validation  experiments  were  carried  out  exclusively  with  the 










predictive model  (C) and based on back‐calculated  results of  the  linear  regression model, 
respectively. Table 2 shows the pre‐validation results of both methods according to the ICH 
Q2(R1)  validation  criteria.  The  trueness  and  the  precision  of  both  methods  are  very 























































NIR  XRPD  NIR  XRPD 
25  1.7  1.1  1.8  1.1 
50  0.6  0.5  1.2  0.5 
75  0.5  0.3  0.7  0.4 
























From  Figure  4,  it  can  be  observed  that  β‐expectation  tolerance  intervals  of  both 
methods are  fully  included within the acceptance  limits of ± 5%. These results gives a  first 








results  against  their  average  and  displays  their  agreement.  The  prediction  interval  limits 
delimits  the  area  containing  95%  of  the  difference  values  obtained.  As  these  limits  are 
confined  inside the ±5% acceptance  limits, the two methods agree sufficiently for the NIRS 
to replace safely the XRPD method and vice versa. Additionally it can be seen in Figure 5 that 
on  average  the  results  obtained  by  both methods  agree  extremely  well  except  for  the 














fluconazole  in  binary  polymorphic mixture  containing  form  II  and  form  III.  Both methods 
were successfully pre‐validated and showed a good trueness, precision and accuracy for the 
determination of compound of  interest  irrespective of  the concentration  levels confirming 
their potential in this topic. 
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The  aim  of  the  present  study  was  first  to  develop  a  robust  near  infrared  (NIR) 
calibration  model  able  to  determine  the  acetaminophen  content  of  a  low‐dose  syrup 
formulation  (2  %  (w/v)).  Therefore,  variability  sources  such  as  production  campaigns, 
batches,  API  concentration,  syrup  basis,  operators  and  sample  temperatures  were 
introduced  in  the  calibration  set.  A  prediction model  was  then  built  using  Partial  Least 
Square  (PLS)  regression.  First derivative  followed by  Standard Normal Variate  (SNV) were 
chosen as signal pre‐processing. Based on the random subsets cross validation, 4 PLS factors 
were  selected  for  the  prediction  model.  The  method  was  then  validated  for  an  API 
concentration  ranging  from 16  to 24 mg/mL  (1.6‐2.4 %  (w/v)) using an external validation 
set.  The  0.26 mg/mL  RMSEP  suggested  the  global  accuracy  of  the model.  The  accuracy 
profile  obtained  from  the  validation  results,  based  on  tolerance  intervals,  confirmed  the 
adequate  accuracy  of  the  results  generated  by  the method  all  over  the  investigated  API 










FDA’s  Process  Analytical  Technology  (PAT)  focuses  on  the  real  time monitoring  of 
pharmaceutical manufacturing processes [1]. While time consuming  laboratory testings still 
nowadays  slow down  the batch  release  step,  the data collected during  the manufacturing 
could  reduce  the batch  release  time and eventually enable  real  time batch  release. A  real 
time monitoring  system  such as PAT  requires a high data acquisition  speed and has  to be 
compatible with probes for on‐line and in‐line analysis. 
 
Near  infrared  (NIR)  spectroscopy  is  a  well‐established  vibrational  spectroscopic 
technique [2‐4]. In the covered wavelength region (between 14000 and 4000 cm‐1), relatively 
wide  bands  related  to  overtones  and  combination  of  fundamental  vibration  of  chemical 
groups with hydrogen, such as C‐H, N‐H, O‐H and S‐H are observed. Such vibrations  lead to 
overlapping  bands which  contain  both  physical  and  chemical  information.  Consequently, 
chemometric  tools  such as  spectral pretreatments and  regression methods are needed  to 
extract the significant information. 
 
 NIR  spectroscopy  has  many  advantages:  fast  spectral  acquisition,  minimization  of 
sample preparation and/ or destruction and the use of probes allowing at‐line, on‐line and 











In  full  accordance  with  the  PAT  concept,  the  acetaminophen  content  of  low‐dose 







reliable  representation of  the actual and  future performances of  the analytical method.  It 



















24  mg/mL  (1.6‐2.4  %  (w/v))  were  manufactured.  An  accurately  weight  amount  of 
acetaminophen (between 400 and 600 mg) was dissolved  into 20 mL of syrup basis  in a 25 
mL  volumetric  flask  using  a  sonic  bath  Branson  2510  (Branson  Ultrasonics  Corporation, 
Danbury, USA). After complete acetaminophen dissolution, syrup basis was added to 25 mL. 

















The  syrups  samples were  analyzed with  a multipurpose  analyzer  Fourier  transform 

















The  reference  method  used  for  the  API  determination  was  the  HPLC  assay 






Variability  sources  such  as  production  campaigns,  batches,  API  levels,  syrup  basis, 
operators and temperatures were introduced in the calibration and validation protocols. The 





Partial  Least  Squares  (PLS)  regression,  first  derivative  (order:  2, window:  15  points, 
corresponding to 57.75 cm‐1) and Standard Normal Variate (SNV) were carried out with PLS 
Toolbox  5.0  for Matlab  version  7.6.  PLS  regression  using  cross‐validation  random  subsets 
was performed on the calibration set to build the prediction model [25]. The random subsets 
cross‐validation is performed as follows: if s is the number of data splits, n the total number 
of  samples  and  r  the  number  of  iterations,  s  different  test  sets  are  determined  through 
random selection of n/s objects  in the data set, such  that no single object  is  in more  than 
one test set. This procedure is repeated r times [26]. 
 
The model  ability  to  predict  the  API  content was  further  tested with  the  external 
validation set. 
 

































To build a  robust NIR model,  the  calibration  set has  to  contain  the  future expected 
variability  that  the model will meet  in  the  routine  environment.  Therefore,  6  sources  of 
variability were  integrated  in  the  calibration  set,  these  are  cited  in  Table 1.  First of  all, 3 
different syrup production campaigns were manufactured. Indeed, during the lifecycle of an 
analytical method, many  production  campaigns will  be  analyzed.  It  is  then  necessary  to 
include  different  production  campaigns  in  the  calibration  set.  In  full  accordance with  the 
previous  consideration,  9  independent  batches  were  manufactured  per  production 
campaign,  3  batches  per  API  level.  In  order  to  cover  a  large  part  of  the  acetaminophen 
concentration  range,  each  syrup  was  manufactured  around  the  targeted  concentration 
levels (between 16 and 24 mg/mL ± 5 %) by weighing various amounts of API.  Besides, from 
one production  campaign  to another, variability was also  introduced  in  the  syrup basis: 2 
brands of glycerol and syrup conservans were used, 1 batch per brand. They were combined 
randomly  to manufacture  3  syrup  basis  per  production  campaign.  Also,  as  an  analytical 
method  is  not  dedicated  to  only  one  operator,  the  calibration  set was  designed with  2 





























Figure  1  displays  the  20  mg/mL  acetaminophen  syrup  formulation  transmittance 
spectrum and the acetaminophen reflectance spectrum. From this figure, absorption bands 
coming from the syrup basis can be observed in the 3900‐5300 and 6000‐7200 cm‐1 spectral 





































































Therefore,  the model  predictive  performance was  evaluated with  accuracy  profiles 




Facing  the  confusion  found between  accuracy and  trueness  in  the  ICH document,  it 
seems  important  to  remind  that accuracy  represents  the  total error  concept which  is  the 
sum  of  the  trueness  (systematic  error)  and  precision  (random  error).  In  this  aspect,  the 
accuracy profile takes into account the total error [21‐22]. 
 
As the  focus of the present study  is the determination of an API  in a pharmaceutical 
















the acceptance  limits.  If the β‐expectation tolerance  interval never crosses the acceptance 









± 5 % acceptance  limits. Therefore, each  future  result has at  least 95 % probability  to  fall 
within  the ± 5 % acceptance  limits. Besides,  it can be  seen  that  the developed NIR model 


































































































































The  linear profile of  the prediction model  is  shown  in  Figure 5. A  linear model was 
fitted on the calculated concentrations of the validation standards for all series as a function 
of  the  introduced  concentration.  The  intercept,  the  slope  and  the  R2  values  are  also 
presented  in Figure 5. The slope and  intercept are close to 1 and 0 respectively confirming 
the absence of proportional and constant systematic error of the model. The linearity of the 
results  obtained  by  the  NIR  method  for  the  16‐24  mg/mL  concentration  levels  is 





The uncertainty  characterizes  the dispersion of  the  values  that  could  reasonably be 
attributed  to  the measurand  [27,28].  Several  uncertainty  results were  generated  and  are 
present in Table 4: the uncertainty of bias of the method at each concentration level of the 
validation  standard,  the uncertainty which  combines  the uncertainty of  the bias with  the 
uncertainty of the method obtained during the validation step, ie. the intermediate precision 

































16  15.9  0.08 0.23 0.47  2.9
18  18.2  0.07 0.26 0.51  2.8
20  19.7  0.09 0.25 0.51  2.6
22  22.0  0.05 0.20 0.41  1.9





tested with 2 mixing experiments. The  syrups used all belonged  to  the external validation 
set.  First,  5  mL  fractions  of  a  24  mg/mL  syrup  were  added  to  a  15  mg/mL  syrup  to 
manufacture a 20 mg/mL syrup. The mixture was all  the  time under magnetic agitation. A 
NIR  spectrum  was  acquired  after  each  fraction  addition.  Secondly,  the  same  type  of 
experiment was performed except that 2 mL fractions of the syrup basis were added to a 24 
mg/mL  syrup  to manufacture  a  15 mg/mL  syrup.  Theoretical  syrup  concentrations were 
calculated to compare them with the NIR predictions. 
 
From Figure 6,  it can be observed  that  the NIR predictions agree quite well with  the 
theoretical  concentration  calculations,  taking  into  account  the  uncertainty  of  the  NIR 
method.  
 
The above experiments clearly  show  that  the monitoring ability of  such NIR method 
could be used to prevent the risk to obtain out of specification products. Even though the 


















A  robust  NIR model  able  to  quantify  acetaminophen  in  a  low‐dose  pharmaceutical 
syrup formulation (2 % (w/v)) was developed.  
 
The model was  successfully  validated  for  an  active  content  ranging  from  16  to  24 
mg/mL using an external validation set. The RMSEP value of the model suggested the overall 











transposed  in  the  manufacturing  line  could  be  used  to  monitor  the  syrups  API 
concentrations. The information provided by this monitoring system may eventually reduce 
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coated  pharmaceutical  pellets  was  developed.  A  protocol  of  calibration  was  followed, 
involving 2 operators,  independent pilot batches of non‐coated pharmaceutical pellets and 
two  different  NIR  acquisition  temperatures.  Prediction  models  based  on  Partial  Least 








future  performances  of  the models.  Following  this  approach,  the  prediction model  using 
signal pre‐treatment Multiplicative Scatter Correction  (MSC) was  chosen as  it  showed  the 
best ability to quantify accurately the active content over the 80‐120 % active content range. 













Near  infrared  (NIR)  spectroscopy  belongs  to  vibrational  spectroscopy  and  covers  a 






FDA’s Process Analytical Technology  (PAT)  is an analytical  concept which  focuses on 
the real time monitoring of each critical step of a manufacturing process leading to a better 







own  features, NIR  spectroscopy matches  the PAT  requirements:  it has  already been used 
many times  in this concept [6‐10].  Indeed, once you overcome the calibration phase which 
takes  into account a  reference method as well as environmental constrains, near  infrared 
spectroscopy  offers many  advantages  such  as  suppression  of  sample  preparation  and/or 
destruction  and  the  use  of  optical  fibres  allows  online  analyses  [1‐3].    Moreover,  the 















be  carried  out,  as  defined  by  the  ICH  Q2(R1)  regulatory  documents  [19].  Based  on  β‐






novel  approach  facilitates  the  analytical  interpretation  and  enables  a  better  risk 







active  content.  The  final  aim  was  to  test  the method  reliability  with  new  pilot  batches 







2.1.1 Calibration samples 
 
Pilot  batches  of  non‐coated  pharmaceutical  pellets were manufactured  at Galephar 






2.1.2 External validation samples 
 

















Non‐coated  pharmaceutical  pellets  were  analyzed  with  a  multipurpose  analyzer 
















An  experimental  protocol  was  followed  for  the  calibration  and  validation  steps  to 
develop  and  to  validate  a  robust  near  infrared  model.  This  protocol  included  batches, 
operators, days and  temperature conditions as  sources of variability  for  the calibration as 
well  as  for  the  validation  steps.  Three  concentration  levels  of  active  ingredients  were 
evaluated.   
 
NIR  spectra of  the pellets  samples were  first  recorded before performing one active 
content  measurement  per  vial  using  the  reference  method.  Three  different  NIR 
























Cross‐validation  is a  classical way of building a model  [30]. The  first  step  consists  in 
removing a group of samples from the calibration set. If the group of samples contains only 
one  sample,  the  cross‐validation  is  called  leave‐one‐out  cross‐validation.  Based  on  the 
remaining samples, a model is then built and tested with the removed samples. Afterwards, 
the  removed  samples are put back  in  the  calibration  set while a new group of  samples  is 
removed. A new model  is  then calculated and  tested. The operations described above are 
repeated until all the samples from the calibration set have been removed once [3]. 
 
Two different  types of data pretreatment were used  in our  study:  Standard Normal 
Variate (SNV) and Multiplicative Scatter Correction (MSC) pre‐treatments. The first reduces 











In  order  to  meet  the  requirements  of  routine  analyses  and  to  guarantee  the 
robustness  of  the  NIR  method,  the  calibration  was  designed  focusing  on  different 
parameters.  First,  prediction models were  built  using  independent  pilot  batches  of  non‐
coated  pharmaceutical  pellets.  Indeed,  once  a  batch  of  pharmaceutical  pellets  was 
manufactured,  the  mixer‐extruder  and  the  spheronizer  were  successively  dismantled, 
cleaned and put together again before the manufacturing of a new batch. As it is difficult to 
restore  the  exact  manufacturing  conditions  of  the  previous  batch,  each  batch  is  an 
independent batch. Secondly, as different operators are  likely  to use  the NIR method,  the 
calibration protocol was designed  for  two operators.  In addition, as  temperature  changes 















formulations:  80,  100  and  120 %  formulations.  There  are  3  independent  pilot  batches  of 
non‐coated  pharmaceutical  pellets  per  formulation  type. All  the  calibration  batches were 




coated pharmaceutical belonging  to  the calibration set. Those samples were analyzed  two 
times  in triplicate by NIR spectroscopy: one first triple measurement when the sample was 
thermostated at 25 °C and one second triple measurement when the sample was the sample 
was  thermostated  at 35  °C. Afterwards,  all  the  samples were  analyzed once by  the HPLC 
reference method. For one  series, a  total number of 54 NIR  spectra were  recorded and 9 






















Figure  2  illustrates  the  validation  protocol  that  comprises  the  same  type  of 
formulations as  in the calibration protocol: 80, 100 and 120 % active content formulations. 
There are also 3 independent batches of non‐coated pharmaceutical pellets per formulation 
type.  All  the  validation  batches  were  analyzed  by  NIR  spectroscopy  and  the  reference 
method by the two operators: one time by operator 1 on day 5 and 2 times by operator 2 on 
day  6  and  day  7.  The NIR measurements were  realized  under  two  different  temperature 
conditions (25 and 35 °C) and in triplicate. For example, on day 5, operator 1 took a sample 


















Depending  on  the  type  of mathematical  pre‐treatment  applied,  the  spectral  range 
selected and the number of PLS factors chosen, a large amount of models can be generated. 
Classically,  the models with  the  biggest  predictive  potential  can  be  selected  according  to 
conventional criteria such as the R2, the number of PLS factors, the Root Mean Square Error 







Model  (a) (b) (c) 
Pre‐treatment  None SNV MSC 














RMSEC (%)  1.18 0.95 1.02 

























Consequently,  accuracy  profiles  based  on  tolerance  intervals  were  used  as  a 
complementary decision  tool  to evaluate  the models predictive performances.   Tolerance 
intervals  have  the  advantage  to  convey  a  predictive  ability  to  the  accuracy  profile:  for 





Hubert  et  al.  [20‐22]  showed  that  the  accuracy  profile  which  uses  the  total  error 
concept meets the ICH Q2(R1) guideline requirements. Facing the confusion found between 































an  analytical  method  is  able  to  quantify  accurately.  They  are  located  where  the  β‐














































































































The  precision  of  the  method  was  estimated  by  measuring  repeatability  and 
intermediate precision at  the  three active content  levels shown  in  the validation protocol. 
The  repeatability  and  intermediate precision  are  both  good  for  the  three  levels  of  active 
content. As  can be observed  in  the  accuracy profile,  the 80 %  active  content  level  is  the 
worst  level  for  the  repeatability  and  the  intermediate  precision  but  this  is  still  very 
satisfactory. 
 
As  shown with  the  accuracy  profile,  the  accuracy  is  very  good  for  the  entire  active 






























The uncertainty  characterizes  the dispersion of  the  values  that  could  reasonably be 
attributed  to  the measurand  [31‐32].  Several  uncertainty  results were  generated  and  are 
presented  in Table 3: the uncertainty of bias of the method at each concentration  level of 
the validation standard, the uncertainty which combines the uncertainty of the bias with the 
uncertainty  of  the  method  obtained  during  the  validation  step,  i.e.  the  intermediate 
precision standard deviation, and the expanded uncertainty which equals to the uncertainty 
multiplied by a coverage  factor k=2  representing an  interval around  the  results where  the 
unknown true value can be observed with a confidence level of 95% [33‐34]. In addition, the 
relative  expanded  uncertainties  (%)  for  active  content  obtained  by  dividing  the 





























80  80.7  0.35 1.33 2.7 3.3
100  100.9  0.40 1.30 2.6 2.6



























reliable.  Figure  9  plots  the  relative  error  versus  the  active  content  level,  95%  prediction 
intervals  limits were  defined  for  each  level  of  active  content.  These  prediction  intervals 
define the area containing 95% of the relative errors. Regarding the 90% active content level, 
95% of the future results are  likely to show a relative error not exceeding [‐2.44%, 0.44%]. 
Besides,  95%  of  the  future  results  are  expected  to  have  a  relative  error within  [‐0.62%, 


















Secondly,  using  batches  belonging  to  the  validation  set,  blends  containing  different 
amounts  of  active  content were  realized  by  two  operators  to  obtain  between  80‐120 % 
active  content  formulations.  The  results  of  the  reference  HPLC  method  were  used  to 
calculate a theoretical active content for each blend. The average between the NIR results (c 





Finally,  the NIR method  (c model) was also  tested with 10  industrial batches of non‐
coated pharmaceutical pellets (100 % active content formulations) belonging to 2 different 

























set  (90 and 110 % active content  formulations). Therefore,  it was not necessary to  include 
those levels of active content in the calibration set. Besides, the (c) model also gave accurate 
predictions  for  blends  of  validation  batches,  which  were  independent  from  the  model 
calibration  batches.  Further,  the  predictive  ability  of  the  (c) model was  also  adequate  to 



















quantify  the  active  content  over  the  chosen  active  content  range.  As  it  is  based  on  β‐
expectation tolerance interval, the accuracy profile also gives a representation of the future 
performances of the analytical method. Consequently, this approach has  finally enabled to 
choose  the  best model  in  full  accordance with  the  very  final  goal  of  the  developed  near 




coated  pharmaceutical pellets  containing  90  and  110 %  of  the  usual  active  content, with 



































































































































designed  for  the  conception  and  evaluation  of  the method  adequacy.    An  experimental 
protocol  was  then  followed,  involving  two  operators,  independent  production  campaign 
batches  and  different  temperatures  for  data  acquisition  On  the  basis  of  this  protocol, 
prediction models based on Partial  Least  Squares  (PLS)  regression were  then  carried out. 
Conventional  criteria  such  as  the  R2,  the  Root  Mean  Square  Errors  of  Calibration  and 
Prediction (RMSEC and RMSEP) as well as the number of PLS factors enabled   the selection 
of three preliminary models. However, such criteria did not clearly demonstrate the model’s 
ability  to  give  accurate  predictions  over  the  whole  analyzed  water  content  range. 
Consequently, a novel approach based on accuracy profiles which allow the selection of the 
most fitted model for purpose was used. According to this novel approach, the model using 






pharmaceutical  pellets.  In  addition,  facing  the  limit  of  the  classical  and  commonly  used 















Near  infrared  (NIR)  spectroscopy belongs  to  vibrational  spectroscopy. This analytical 
technique  offers many  advantages  such  as  suppression  of  sample  preparation  and/or  of 
destruction  and  fast  data  acquisition.  Besides,  the  calibration  set  does  not  need  to  be 
updated or rebuilt as  long as there  is an agreement between the validation results and the 
Quality Controls (QCs) results. The use of optical fibres also allows “at‐line”, “on‐line” or “in‐
line”  analyses. Moreover,  NIR  spectra  contain  both  physical  (e.g.  granulometry,  particle 
shape,  polymorphism...)  and  chemical  information  (e.g.  the  active  pharmaceutical 
ingredient, moisture...). However, each technique has its drawbacks: the NIR system must be 
carefully  calibrated  and  this  calibration  phase  is  a  time  consuming    task  since  the model 
creation takes into account the use of a reference method as well as different environmental 
constrains. Moreover,  given  that  great  quantity  of  physical  and  chemical  information  are 
found  in  the NIR  spectra, visual  spectra  interpretation  is  rendered difficult.  Indeed, only a 




the  biggest  part  of  the  information  that  is  not  relevant,  i.e.  not  directly  linked  to  the 
chemical  nature  of  the  sample.  Examples  of  mathematical  pre‐treatments  include  the 
Savitzky‐Golay smoothing  filter, Standard Normale Variate  (SNV) and Multiplicative Scatter 
Correction  (MSC)  [3‐4]. The second  links a spectrum  to a given concentration allowing  the 
creation of a mathematical model. Examples of regression methods  include Multiple‐Linear 
Regression  (MLR),  Partial  Least  Squares  (PLS)  regression  and  Artificial  Neuronal  Network 
(ANN) [3].  
 
In  the  pharmaceutical  field,  conformity  analyses  realized  between  batch  production 
and  batch  release  can  be  time  consuming  if  most  of  them  are  performed  after  the 
manufacturing  process.  From  this  statement  is  born  FDA’s  Process  Analytical  Technology 
(PAT) which is also defined in the ICH Q8 documents [5‐6]. Indeed, the PAT approach focuses 
on  the monitoring of  each  critical  step of  the  fabrication  in  real  time  reducing  the batch 
release time. PAT also gives the opportunity to tune manufacturing parameters, avoiding the 





as  blending,  granulation,  extrusion,  spheronization  and  drying.  The  PAT  approach  is 
particularly indicated to control such a complex process [11‐12]. Moisture determination to 
control the drying phase of the granulation process is often performed with time consuming 






contains  two major  absorption  bands  at  5155  cm‐1  and  6895  cm‐1 making  this  technique 
selective  enough  to  allow  a  sensitive  determination  of  moisture  content  [3].  NIR 
spectroscopy has already been used  in different  fields such as  the pharmaceutical  [13‐18], 





it  in order  to guarantee  that  the  laboratory will obtain accurate  results  in  routine analysis 
[21]. The accuracy profile is used to facilitate the analytical interpretation. It also integrates 
all  the useful  required  statistics,  such  as  accuracy,  trueness, precision, quantitative  limits, 
risk  and  linearity  [22‐24].  In  addition,  the  accuracy  profile,  using  β‐expectation  tolerance 




determine  the moisture  content  of  pharmaceutical  pellets.  The  second  aim was  to  fully 
validate  the method  for a moisture content  ranging  from 1  to 8 % by use of  the accuracy 
profile as decision tool. The final aim was to demonstrate the ability of the proposed method 








with  Active  Pharmaceutical  Ingredient  (API)  T200999 were  obtained  from  Galéphar M/F 
(Marche en Famenne, Belgium). The pellets analyzed are complex pharmaceutical matrices. 

















A  Thermogravimetric  balance  (HB43S  Halogen  balance, Mettler  Toledo,  Greifensee, 















destructive  method.  As  pellets  are  not  perfect  spherical  structures,  three  different  NIR 





The  statistical  language  R  2.7.1  for Windows  [31]  has  been  used  to  implement  the 
signal processing of the near  infrared spectra. The  following packages have been  imported 
into R: signal, pls and nlme. Each spectrum was the average of 32 scans and the resolution 













As  samples  analyzed  in  routine will not  all belong  to  the  same production batch or 
production  campaign,  the  prediction  models  were  built  using  independent  batches  of 
pharmaceutical  pellets  from  three  different  production  campaigns  (C1  to  C3).  It  seems 
important here to define the difference between a batch effect and a production campaign 
effect:  The  first  effect  incorporates  batch  to  batch  variations  due  to  fluctuating 
manufacturing conditions. Indeed, once a batch is manufactured, all the production tools are 
dismantled,  cleaned  and  put  together  again  leading  to  possible  changes  in  the 
manufacturing conditions. Besides, different batches of raw materials are  likely to be used 
inside  the  same  production  campaign.  The  second  effect  also  includes  fluctuating 
manufacturing conditions due to the use of the  instruments  for the production of another 
pharmaceutical  formulation.  Consequently,  when  a  new  production  campaign  of 
pharmaceutical  pellets  begins,  all  the  manufacturing  parameters  have  to  be  restored, 
causing possible fluctuations  in the manufacturing conditions.   Again, to match the routine 
conditions,  this  protocol  was  designed  for  two  operators.  In  addition,  as  temperature 
changes can  induce variations  in the spectral response, especially for the absorption bands 
of water, samples were scanned under two different temperature conditions (5°C and 25°C). 
Indeed, with  increasing  temperatures,  the water  absorption  bands  are moving  to  higher 
wavenumbers and there is an increase in signal height [3]. 
 






















0.5%, 1%, 2%, 4% and 8%. The entire validation  followed  the calibration and was  realized 
within three days: operator 1 made one series on days 3 and 5 while operator 2 made one 
series on day 4. For the validation protocol, three new batches from production campaign 1 
were  chosen.  All  samples were measured  in  triplicate  under  the  same  two  temperature 





























derivative  pre‐treatment  firstly  smoothes  the  spectra  using  the  Savitzky‐Golay  smoothing 
filter and then performs the first derivative transformation on the smoothed spectra [4]. On 










be  generated.  Conventional  criteria  such  as  the  R2,  the  Root  Mean  Square  Error  of 
Calibration (RMSEC), the Root Mean Square Error of Prediction (RMSEP) and the number of 
PLS factors were used to suppress the model candidates with the  less predictive potential. 
Accuracy profiles were  then used  to  finally evaluate  the quantitative performances of  the 
retained models in order to select the most adequate one.  
 
Concerning the selected spectral regions  (see Figures 3 and 4),  it  is obvious that two 




Table  1  shows  the  conventional parameters of  three potentially  interesting models. 
Regarding the number of PLS factors, it is important to choose a model with a small number 
of factors in order to avoid overfitting the model. Hence, model (a) seems to use too many 















Model  (a)  (b)  (c) 
Pre‐treatment  None  First derivative  MSC 
R2 calibration  0.998  0.996  0.998 
R2 validation  0.995  0.995  0.997 
PLS factors  9  5  5 
RMSEC (%)  0.175  0.212  0.163 










between  its RMSEP and RMSEC values  is smaller than those of other models  indicating the 






the  model  ability  to  quantify  accurately  over  the  analyzed  water  content  range. 
Consequently,  accuracy  profiles  were  used  as  final  decision  tool  to  select  the  most 










of 0.9%  for an amount of moisture  content of 1 %,  representing a 10% error. 95% of  the 




As can be seen  in Figure 5, model  (c) has  the smallest Lower Limit Of Quantification 






























Precision  0.5  9.2  19.8 
  1.0  6.2  6.4 
  2.0  4.6  6.8 
  4.0  3.5  3.5 






























matrix.  Moreover,  all  the  loadings  were  checked:  even  the  fifth  loading  did  not  show 
significant noise. 
 








increases  as  well  as  the  intermediate  precision  in  RSD%  which  increases  even  more 
indicating a general lack of precision for the 0.5% moisture content level. 
 
As  shown with  the accuracy profile,  the accuracy  is good    for  the 1.0‐8.0% moisture 
content range as the values of the relative β‐expectation tolerance limit never exceed ± 20%: 
the  worst  case  being  the  2%  moisture  content  level    where  the  relative  β‐expectation 
tolerance  limit  is  [‐18.7  , 18.8]%. Moreover,  the accuracy  is  the best  for  the 4% moisture 



























The uncertainty  characterizes  the dispersion of  the  values  that  could  reasonably be 
attributed  to  the measurand  [32‐33].  Several  uncertainty  results  of  the model  (c)  were 
generated  and  are  presented  in  Table  3:  the  uncertainty  of  bias  of  the method  at  each 
concentration  level  of  the  validation  standard,  the  uncertainty  which  combines  the 
uncertainty of  the bias with  the uncertainty of  the method obtained during  the validation 
step, i.e. the intermediate precision standard deviation, and the expanded uncertainty which 
equals  to  the  uncertainty  multiplied  by  a  coverage  factor  k=2  representing  an  interval 
around the results where the unknown true value can be observed with a confidence level of 
95%  [32‐36].  In  addition,  the  relative  expanded  uncertainties  (%)  for  moisture  content 
obtained  by  dividing  the  corresponding  expanded  uncertainties  with  the  corresponding 
introduced  concentrations  (Table  3)  are  not  higher  than  15%, which means  that with  a 
confidence level of 95%, the unknown true value is located at a maximum of ±15% around  


























0.5  0.0  0.1  0.2  44.5 
1.0  0.0  0.1  0.1  13.0 
2.0  0.1  0.2  0.4  14.9 
4.0  0.0  0.2  0.3  7.1 




Our  study  has  confirmed  that  near  infrared  spectroscopy  can  be  used  in  the  PAT 
concept  as  a  non  invasive,  non  destructive  method  to  determine  moisture  content  in 
pharmaceutical  pellets.  A model was  selected,  evaluated  and  then  the method was  fully 
validated to guarantee  its ability to predict a moisture content ranging from 1% to 8% with 






























[5] American  Food  and  Drug  Administration  (FDA),  Guidance  for  Industry  PAT‐A 
Framework for Innovative Pharmaceutical Manufacturing and Quality Assurance, FDA, 
2004. 
[6] International  Conference  on  Harmonisation  (ICH)  of  technical  requirements  for 
registration  of  pharmaceuticals  for  human  use,  Topic  Q8:  Pharmaceutical 
development, Geneva, 2005. 
[7] J. A. Lopes, P. F. Costa, T. P. Alves, J. C. Menezes,   Chemo.  Intel. Lab. Syst., 74 (2004) 
269. 







[12] N.  Sandler,  J.  Rantanen,  J. Heinämäki, M.  Römer, M. Marvola  and  J.  Yliruusi,  AAPS 
PharmSciTech., 6 (2) Article 26. 












[21] International  Conference  on  Harmonization  (ICH)  of  Technical  Requirements  for 
registration of Pharmaceuticals for human Use, Topic Q2 (R1): Validation of analytical 
Procedures: Text and Methodology, Geneva, 2005. 
[22] Ph.  Hubert,  J.J.  Nguyen‐Huu,  B.  Boulanger,  E.  Chapuzet,  P.  Chiap,  N.  Cohen,  P.A. 
Compagnon, W. Dewé, M. Feinberg, M. Lallier, M. Laurentie, N. Mercier, G. Muzard, C. 
Nivet, L. Valat, J. Pharm. Biomed. Anal., 36 (2004) 579. 













[26] E.  Rozet,  A.  Ceccato,  C.  Hubert,  E.  Ziémons,  R.  Oprean,  S.  Rudaz,  B.  Boulanger,  P. 
Hubert, J. Chromatogr. A, 1158 (2007) 111. 




[29] E.  Rozet,  C.  Hubert,  A.  Ceccato,  W.  Dewé,  E.  Ziemons,  F.  Moonen,  K.  Michail,  R. 
Wintersteiger, B. Streel, B. Boulanger, Ph. Hubert, J. Chromatogr. A, 1158 (2007) 126. 
[30] M. Feinberg, B. Boulanger, W. Dewé, Ph. Hubert, Anal. Bioanal. Chem., 380 (2004) 502. 





[34] CB EA‐4/16, EA Guidelines on  the Expression of Uncertainty  in Quantitative Testing, 
2004, http://www.european‐accreditation.org. 
































The  present  study  focuses  on  the  implementation  of  an  in‐line  quantitative  near 
infrared  (NIR)  spectroscopic method  for determining  the active content of pharmaceutical 
pellets. The first aim was to non‐invasively interface a dispersive NIR spectrometer with four 
realistic particle  streams existing  in  the pellets manufacturing environment. Regardless of 
the  particle  stream  characteristics  investigated,  NIR  together  with  principal  component 
analysis (PCA) was able to classify the samples according to their active content. Further, one 
of  these  particle  stream  interfaces  was  non‐invasively  investigated  with  a  FT‐NIR 
spectrometer. A predictive model based on Partial Least Squares (PLS) regression was able to 
determine  the  active  content  of  pharmaceutical  pellets.  The  NIR  method  was  finally 
validated with an external validation set for an API concentration range from 80 to 120 % of 
the  targeted  active  content.    The  prediction  error  of  0.9 %  (Root Mean  Square  Error  of 
Prediction, RMSEP) was low, indicating the accuracy of the NIR method. The accuracy profile 










FDA’s  Process  Analytical  Technology  (PAT)  aims  at  “improving  the  pharmaceutical 
development,  manufacturing  and  quality  assurance  through  innovation  in  product  and 
process  development,  process  analysis  and  process  control”  [1].  According  to  the  PAT 
framework, the process analysis side should  include at  least  the  following  two steps. First, 
the  critical  process  steps  relating  to  the  final  product  quality  should  be  identified  using 
appropriate risk assignment approach [2]. Considering the pellet manufacturing process, the 
processing  steps  such  as blending,  granulation,  spheronization, drying  and  coating phases 
are  critical  to  ensure  the  final  product  quality.  Second,  a  proper  process measurement 
system must  be  chosen  to  collect  at‐line,  on‐line  or  in‐line  process  information  from  the 
identified  critical  steps  of  the manufacturing.  This  information may  eventually  provide  a 
better understanding of the manufacturing process, giving opportunities for process control 
strategies  to  prevent  or  mitigate  the  risk  of  producing  out  of  specification  products. 
Moreover, the data gathered during the production may enable the real time release of the 
product,  reducing  the  batch  release  time  which  is  still  dependent  on  time  consuming 




Near  infrared  (NIR)  spectroscopy  is  a  well‐established  vibrational  spectroscopic 
technique.  In  the covered wavelength  region  (between 800 and 2500 nm),  relatively wide 
bands  related  to overtones and  combination of  fundamental vibration of  chemical groups 
with  hydrogen,  such  as  C‐H,  N‐H,  O‐H  and  S‐H,  are  observed.  Such  vibrations  lead  to 
overlapping  bands which  contain  both  physical  and  chemical  information.  Consequently, 
chemometric tools are used to extract the significant information [3‐4]. 
 
NIR  spectroscopy  has  several  advantages,  such  as  fast  spectral  acquisition, 
minimization of sample preparation and/ or destruction and the use of probes allowing at‐








thus  enables  a  better  risk management.  It  fully  complies with  the  ICH Q2(R1)  regulatory 






In  a  previous  work  [12],  a  NIR  method  able  to  quantify  the  API  in  non‐coated 
pharmaceutical  pellets was  successfully  developed  and  validated. Using  the  commercially 
available  formulation, coated pharmaceutical pellets as model particles, the  feasibility of a 
quantitative  in‐line method was  evaluated.  The  first  aim was,  for  qualitative  purpose,  to 
interface  a  dispersive  NIR  spectrometer with  four  realistic  particle  streams  found  in  the 
pellets manufacturing line. Second, for quantitative purpose, to interface one of the previous 











API formulation API (% w/w) Main excipient (% w/w) 
80 % 36 38 
100 % 45 30 
120 % 54 22 
 
For  this work,  pellets were  used  as model  particles.  18  batches  of  pharmaceutical 
pellets were manufactured via extrusion  spheronization  followed by  two  coating  steps.  In 
the standard pellet  formulation, which will  later on be called 100 % Active Pharmaceutical 


















2.1.3 Quantitative study samples 
 





2.2.1. NIR analysis 
 
For  qualitative  purpose,  a  dispersive  NIR  spectrometer  NIR‐256L‐2.2T2  (Control 
Development  Inc.,  South  Bend,  IN, USA)  having  a  thermoelectrically  cooled  256  element 
InGaAs  array  detector,  a  tungsten  light  source  and  a  fiber  optic  reflectance  probe  (six 





Quebec,  Canada) was  used.  Samples were measured  in  the  1000‐2500  nm  range with  a 
resolution of 8 cm‐1.  
 
The number of  scans  selected  for  the off‐line  and  the  in‐line measurements will be 
described in the following sections. 
 
2.2.2 Off-line measurements 
 
For the dispersive NIR spectrometer, off‐line measurements were performed with the 
reflectance  probe  directly  through  the  side  of  glass  vials.  For  the  FT‐NIR  spectrometer, 
samples  in  vials were  analyzed  on  the  reflectance  sample  stage.  For  both  systems,  each 
spectrum was the average of 32 scans.  
 
2.2.3. Process interfaces for the dispersive NIR spectrometer 
 










fluid  bed  coater.  A  background  of  the  acrylic  glass  housing  was  taken  before  each 
measurement.  The  spectra  were  collected  by  averaging  16  scans.  One  spectrum  was 
acquired every 3 seconds. Ten spectra per batch were kept for the data analysis. 
 





interfaced  in  a  non‐invasive  way  with  the  NIR  probe.  The  spectra  were  collected  by 
averaging 4  scans. One  spectrum was acquired every  second. Ten  spectra per batch were 
kept for the data analysis. 
 
2.2.3.3 Fast particle flow velocity device 
 
For the  fast particle  flow device, pellets were  freely  flowing through a  funnel.  In  this 
case, the particle mean flow rate was higher (7 g/s) as the samples were falling in the air. As 
can be seen  from Figure 1c), the NIR  interfacing was done perpendicularly to the particles 
flow without  disturbing  the  flow.  The  spectra were  collected  by  averaging  4  scans.  One 
spectrum was acquired every second. Ten spectra per batch were kept for the data analysis. 
 
2.2.3.4 Interface for compacts 
 
Using a hydraulic press, a pressure of 50 MPa was applied to 1.6 g of pellets samples. 
The  obtained  tablets were  then  analyzed with  the NIR  probe while  rotating  on  a  sample 


























2.2.5. Multivariate data analysis 
 
Principal  Components  Analysis  (PCA),  Partial  Least  Squares  (PLS)  regression  and 
Multiplicative  Signal  Correction  (MSC) were  carried  out with  PLS  Toolbox  5.0  for Matlab 
version 7.6. The data were mean‐centered before performing PCA or PLS. Cross‐validation 





2.2.6. Near infrared quantitative method: calibration and validation protocols 
 
Sources  of  variability  such  as  batches,  API  levels  and  days were  introduced  in  the 
calibration and validation sets. 
 
2.2.7. Reference method 
 
A confidential HPLC reference method previously developed and validated by Galephar 
























In  the present  study,  the  four process  interfaces were developed based on  real  life 
pharmaceutical  process  streams  ‐  especially  particle  streams which  can  be  found  in  the 
pellets manufacturing.  As  fluidization  is  a  critical  step  in  the manufacturing  of  sustained 
release formulations, fluidization interfacing can be used to monitor the coating and drying 
steps.  In  the  production  line,  feeding  lines  lead  the  pharmaceutical  product  towards  the 
packaging  site  or  inject  the  raw materials  in  a  blending  process  for  example.  The  slow 
velocity  flow motion device was developed  to mimic  the  typical motion observed  in  those 
feeding  lines.  Moreover,  the  objective  of  the  high  velocity  flow  motion  device  was  to 
simulate  the  capsule  filling  stage  which  is  also  critical  to  guarantee  the  final  product 











the samples density and speed were higher  for  the  low and high velocity devices, 4  scans 
were  selected  for  those  setups. Although  the  compacts density was  the highest, 16  scans 
were  selected  to  collect a general overview of  the  samples during a  low  speed  rotational 
movement.  
 
 A spectral  range containing  the API contribution and compatible with  the 4 spectral 
acquisition  systems was chosen. As  the  spectral  interferences coming  from  the polyacrylic 
glass housing of the fluidbed coater were minimal in the 1340‐1640 nm region, this spectral 
range was  selected. Figure 3  (top)  shows  the  spectra obtained with each  setup after MSC 
signal pre‐processing on the chosen spectral area.  Regardless of the acquisition system, it is 
possible  to  distinguish  the  3  API  formulations.  The  selected  spectral  range  reflects  the 
increase of  the API  content and  the  simultaneous  relative decrease of  the main excipient 
content. The API and the main excipient have a strong signal and it is the ratio between both 
ingredients  that  mainly  defines  the  three  different  API  content  formulations.  The  main 
spectral  feature  that differentiates  the 4  acquisition  interfaces  is  the noise  affecting each 
type  of  particle movement. When  comparing  the  high  velocity  flow  device  to  the  slow 
velocity flow device which both share the same NIR acquisition settings, the slower particle 
movement  resulted  in  less  noise.  In  the  case  of  the  interface  for  compacts,  the  dense 
particulate system had a smoothing effect on the spectra. The spectral noise obtained with 
the  fluidization  interface may be  caused by  the polyacrylic  glass housing of  the  fluid bed 
coater  or  a  combination  between  the  housing  interferences  and  the  interfaced  particles 
movement. Moreover,  because  of  the  different  speeds,  densities,  numbers  of  scans,  the 
effective  sampling  volume  varies  between  each  spectral  acquisition  interface.  All  the 








variance  is  represented  by  PC2  which  may  modelize  batch‐to‐batch  variations  and/or 














responding  to  batch‐to‐batch  moisture  or  to  other  batch‐to‐batch  differences.  The 
corresponding  loadings highlighted moisture content sensitive spectral  regions  (1320‐1635 
and 1850‐2030 nm). 
 
 The quality of  spectral acquisition  is  suitable  for all  the different  set‐ups as  they all 
allowed  discriminating  the  batches  of  pharmaceutical  pellets  according  to  their  active 





































As  shown  in  the  qualitative  study  and  as  demonstrated  by  Andersson  et  al.  [25], 
spectral artifacts appear in NIR spectra when conducting measurements on moving solids by 
a dispersive NIR spectrometer. For quantitative purpose, the slow particle flow velocity was 
therefore  interfaced  with  a  FT‐NIR  spectrometer.  At  the  sample  velocity  investigated, 
artifacts appeared outside  the NIR wavelength region. Based on  the samples average  flow 
rate  and  the  time  necessary  for  the  NIR  acquisition  (4.5  seconds),  the  average  effective 








in‐line  NIR  method,  the  expected  sample  variety  that  the  model  will  meet  in  the 
manufacturing environment was introduced in the calibration set. 9 different pellets batches 
were  manufactured,  including  80,  100  and  120  %  API  levels,  3  batches  per  API  levels. 
Moreover, 3  series of measurements were  integrated  in  the  calibration  set, one  series of 
measurements  was  performed  per  day.  Each  sample  was  analyzed  in  triplicate  by  NIR 
spectroscopy. Per series of measurements, a total number of 27 NIR spectra were recorded. 
As the calibration is built with 3 independent series of measurements, the entire calibration 




































NIR model Selected parameter 
Spectral area (nm) 1320-1040, 2090-2200 
Spectral pre-processing MSC 
Number of PLS factors 4 






















low and  close  to  the RMSEC  indicating  the  robustness and  the global accuracy of  the NIR 
model.  Figure  6(a)  shows  the  agreement  observed  between  the NIR  predictions  and  the 
reference method  results  for  both  the  calibration  and  external  validation  sets. However, 
those criteria do not assess the ability of the NIR method to predict the API content of new 
samples. Therefore, the model predictive performance was evaluated with accuracy profiles 
computed  on  the  validation  results.  This  innovative  approach  uses  tolerance  intervals  as 
statistical methodology that allows predicting a region of concentration where each  future 
result has a defined probability to fall [21‐23]. This probability  is defined by the analyst. As 
the  focus  of  the  present  study  is  the  determination  of  an  API  in  a  pharmaceutical 




an analytical method  is able  to quantify accurately. They are respectively  the smallest and 
highest concentration levels where the β‐expectation tolerance intervals are included within 
the acceptance  limits.  If the β‐expectation tolerance  interval never crosses the acceptance 
limits,  then  the LLOQ and ULOQ are  located at  the beginning and at  the end of  the active 
content range investigated. 
 
Figure  6(b)  displays  the  accuracy  profile  computed with  the  external  validation  set 
results. It can be seen from this figure that the validation results concentrations are different 
from  the ones displayed  in Figure 6(a).  Indeed,  for  the accuracy profile calculation,  it was 
necessary  to perform an alignment on  the mean concentration obtained by  the  reference 
method  per  API  concentration  level  to  compute  repeatability  and  intermediate  precision 
variance estimates. From this figure, it can be observed that the tolerance interval is narrow 





















%  for  the  80  %  API  level.  The  precision  of  the  method  was  estimated  by  measuring 
repeatability  and  intermediate  precision  at  the  3  concentration  levels  investigated.  The 
dispersion of the results observed in the accuracy profile is small for the concentration levels 















Precision  77.0  1.1  1.1 
  96.7  0.5  0.6 






















The uncertainty  characterizes  the dispersion of  the  values  that  could  reasonably be 
attributed  to  the measurand  [26‐27].  Several  uncertainty  results were  generated  and  are 
present in Table 5: the uncertainty of bias of the method at each concentration level of the 
validation  standard,  the uncertainty which  combines  the uncertainty of  the bias with  the 
uncertainty of the method obtained during the validation step, ie. the intermediate precision 
standard  deviation,  and  the  expanded  uncertainty  which  equals  to  the  uncertainty 
multiplied by a coverage  factor k=2  representing an  interval around  the  results where  the 
unknown true value can be observed with a confidence level of 95% [28‐29]. In addition, the 
relative expanded uncertainties with  the corresponding  introduced concentrations are not 




















77.0  0.2  0.9  1.8  2.3 
96.7  0.2  0.6  1.2  1.2 
114.5  0.2  0.8  1.7  1.5 
 
Based on the present feasibility study, accurate quantitative real time monitoring of a 
pharmaceutical  pellet  formulation  can  be  achieved  with  NIR  spectroscopy.  The  present 
quantitative method is now being transposed in the real manufacturing environment before 













The  present  study  confirmed  that NIR  spectroscopy  can  be  interfaced with  a  great 




The  developed  quantitative  NIR  method  also  revealed  that  accurate  quantitative 
measurements  from  moving  particles  could  be  achieved  with  NIR  spectroscopy.  The 
validation  results  in  terms  of  RMSEP  indicated  the  good  performance  of  the  model. 
However, such performance indicator is only related to past results while the main issue is to 




directly  from  the  production  line,  giving  the  opportunity  to  ensure  the  final  product 
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Using  Near  Infrared  (NIR)  and  Raman  spectroscopy  as  PAT  tools,  3  critical  quality 
attributes of a silicone‐based drug  reservoir were studied. First,  the Active Pharmaceutical 
Ingredient  (API)  homogeneity  in  the  reservoir  was  evaluated  using  Raman  spectroscopy 
(mapping):  the  API  distribution  within  the  industrial  drug  reservoirs  was  found  to  be 
homogeneous  while  API  aggregates  were  detected  in  laboratory  scale  samples 
manufactured with a non optimal mixing process.  Second,  the  crosslinking process of  the 
reservoirs was monitored at different temperatures with NIR spectroscopy. Conformity tests 
and Principal Component Analysis  (PCA) were performed on  the collected data  to  find out 
the  relation  between  the  temperature  and  the  time  necessary  to  reach  the  crosslinking 
endpoints.  An  agreement  was  found  between  the  conformity  test  results  and  the  PCA 
results. Compared  to  the  conformity  test method, PCA had  the advantage  to discriminate 
the  heating  effect  from  the  crosslinking  effect  occurring  together  during  the monitored 
process. Therefore the 2 approaches were found to be complementary. Third, based on the 
HPLC  reference method,  a NIR model  able  to  quantify  the API  in  the  drug  reservoir was 
developed and thoroughly validated. Partial Least Squares (PLS) regression on the calibration 
set was performed to build prediction models of which the ability to quantify accurately was 
tested with  the external  validation  set. The 1.2 % RMSEP of  the NIR model  indicated  the 
global accuracy of the model. The accuracy profile based on tolerance intervals was used to 











Quality by Design  (QbD)  is a  scientific,  risk‐based, holistic and proactive approach  to 
the Pharmaceutical Development [1] based on the fact that quality should not be tested into 
products,  but  it  should  rather  be  built  in  or  integrated  by  design  [2].  The  additional 




Biocompatibility,  minimal  tissue  reaction,  biological  inertness,  chemical  and  thermal 
stability, mechanical properties and easy processability are  some of  the  reasons  justifying 
their widespread use in medical and pharmaceutical applications [4‐6]. Due to their excellent 
diffusion properties,  they allow drugs  to be delivered  in a  therapeutic amount  that might 
have  not  been  possible  with  other  polymeric  systems.  The  present  study  formulation 
consists in silicone‐based long‐term implant products containing one active substance. 
  





product  quality  have  first  to  be  identified  [7].  Concerning  the  long‐term  implant 
manufacturing, the raw materials mixing  is the first critical step: the crosslinking uniformity 
is dependent on the homogeneity of the raw materials. Besides, the API has to be uniformly 
distributed  inside  the  excipient  matrix  to  always  provide  the  same  release  profile.  The 
second  critical  step  is  the  crosslinking  step  which  completion  time  is  influenced  by  the 
temperature. Moreover,  the  rate  of  drug  diffusion  in  the  polymer  directly  relies  on  the 
crosslinking status of the drug reservoir [8]. Secondly, proper process measurement systems 
must be selected. The  information given by those systems may eventually provide a better 
understanding  of  the  manufacturing  process,  giving  opportunities  for  process  control 
strategies  to  prevent  or mitigate  the  risk  of  producing  a  poor  quality  product  [9].  The 
challenge  still  remains  to  interface  process  analytical  analyzers  with  a  polymeric 
pharmaceutical formulation. 
 
Near  infrared  (NIR) and Raman  spectroscopy belong  to vibrational  spectroscopy  [10‐









this  technique  a  very  powerful  tool  for  identification  purposes.  Contrary  to  Raman 
spectroscopy, the vibrations observed in the near infrared spectral range lead to overlapping 
bands  which  contain  both  physical  and  chemical  information.  Consequently,  more 
chemometrics are needed to extract the significant  information out of NIR spectra [10, 12, 
14].  














(mapping),  the  homogeneity  of  the  drug  reservoirs  was  checked.  Second,  using  NIR 
spectroscopy,  the  influence of  the  temperature  in  the  crosslinking process was  studied  to 
evaluate  the appropriate working  temperature during  the manufacturing process. Further, 
the  ability  of  NIR  spectroscopy  to  predict  the  crosslinking  status  of  new  samples  was 
evaluated. Finally, for an In Process Control (IPC) purpose, a NIR method able to predict the 
API content  in the reservoirs was developed and validated. The present study  is one of the 







The  studied  implant  formulation consists  in a 50/50  (w/w) mixture between  the API 
and poly(dimethylsiloxane) (PDMS). 
 







The  industrial  implant  samples  are  manufactured  as  follows.  A  PDMS  mixture  is 
prepared  by  mixing  3  components:  the  silicone  base  (hydroxyterminated  PDMS),  a 
crosslinker and a catalyst. Next, the previous blend is mixed together with the API. This final 













The  spectra were  collected with  the  Spectrum  software  version 6.3.2.0151  (Perkin Elmer) 






shown  in Figure 1(a). Because of  the  shape of  the  implants, a home‐made  sample holder 

















The  samples  were  analyzed  with  a  multipurpose  analyzer  Fourier  transform  near 
infrared  spectrometer  (MPA,  Bruker  Optics,  Ettlingen,  Germany)  equipped  with  a 
semiconductor room temperature sulfide lead (RT‐PbS) detector. For the crosslinking study, 
the NIR spectra were collected with a NIR reflectance probe for solids (probe head length = 
80 mm;  probe  diameter  =  10 mm).  A  background  spectrum  using  a  Spectralon®  diffuse 
reflectance  standard  (Labsphere, North  Sutton, USA) was  acquired  before  each  series  of 
measurements.  For  quantitative  purpose,  the  drug  reservoirs  were  analyzed  with  the 
integrating sphere module of the spectrometer which allows reflectance measurement of an 
18 mm sample area. An internal computer‐controlled reference wheel enables an automatic 









Labscale  raw materials mixtures were  prepared.  Instead  of  injecting  them  into  the 
thermostating moulds, aliquots were transferred into vial caps and thermostated during the 













imprinted  in  modelling  material  oven  hardening  making  a  sample  holder  fitted  to  the 
reflection window. However, when placed in the sample holder, only one side of the sample 






2.8.  API  NIR  determination  in  the  drug  reservoirs:  calibration  and  validation 
protocols 
 
An  experimental  protocol  was  followed  for  the  calibration  and  validation  steps  to 
develop and validate a robust near  infrared model. Sources of variability such as  industrial 
batches, pilot batches, manufacturing, API concentration levels and days were introduced in 






sample  conformity  test  calculation,  reference  spectra,  i.e.  spectra  of  the  fully  crosslinked 
sample,  are  first  selected.  The  average  and  the  standard deviation  (σ) of  the  absorbance 
values for each of the ith wavelength selected of the reference spectra are then calculated. 
Based on those values, a Conformity  Index (CI)  limit can be calculated or selected, defining 
which  amount  of  variations  on  each  selected  spectral  wavelength  is  acceptable  for  a 
particular product. 
 
Second,  the  closeness  of  agreement  between  the  test  sample,  i.e.  spectrum  of  the 
sample acquired during the crosslinking process, and the reference spectra  is checked. The 
difference between  this sample and  the average of  the reference samples  is calculated on 
each selected wavelength  i. This absolute deviation  is now weighted by  the corresponding 














First  derivative  (order:  2,  window:  15  points,  corresponding  to  57.75  cm‐1)  and 




















Based on  the Raman spectra displayed  in Figure 2,  it can be seen  that  the API has a 
major  specific  peak  at  2090  cm‐1.  On  the  other  hand,  the  polymer  has  also  2  specific 
absorption bands at 700 and 500 cm‐1. In order to compare the spectra collected during the 








same ordinate  limit  in all  the  spectra. Other peaks  in  the  collected  spectra  could  then be 








an  industrial  implant.  The  color  homogeneity displayed  in  Figure  3  indicates  that  the API 













Figure  4  displays  the  Raman  mapping  results  of  a  laboratory  scale  drug  reservoir 
longitudinal  section  and  the  spectra  corresponding  to  3 mapping  locations.  The mapping 
results visually indicate that mapping locations (1), (2) and (3) correspond to 3 different API 
concentration  areas.  The  previous  consideration  was  confirmed  by  the  corresponding 
spectra:  the  peak  area,  expressed  in  arbitrary  unit,  of  the  2090  cm‐1  API  peak  is  37  for 












To  study  the  crosslinking process at  the earliest  stages,  thermostated  samples were 

















Reference  spectra,  i.e.  spectra  of  the  fully  crosslinked  corresponding  sample, were 
selected  for  the  conformity  test  calculation.  As  the  time  necessary  for  crosslinking 
completion was unknown, a long NIR monitoring was set. In order to determine the number 






fit was  computed. Then  the  last half of  the number of  spectra not exceeding 2  times  the 
residual  error  was  defined  as  the  number  of  reference  spectra.  The  last  half  was  only 
selected for reference spectra  in order to further ensure the completion of the crosslinking 
kinetic.  Based  on  this methodology  the  number  of  reference  spectra was  defined  as  16 
spectra. The CI  limit was determined by monitoring a  fully  crosslinked  sample at ambient 































8 other  independent  crosslinking experiments were planned  to  find out  the  relation 
between the temperature and the time necessary to reach the crosslinking completion time. 
The results are summarized  in Figure 7.    It can be seen that the higher the temperature  is, 
the  sooner  the  crosslinking  completion  time  is  reached.  However,  the  relation  between 
these 2 factors is not linear and clearly shows 2 different kinetics: below 35 °C, the value of 
the  crosslinking  endpoint  increases  dramatically.  On  the  other  hand,  from  70‐80  °C,  the 
crosslinking  endpoint  is  the  lowest  and  might  not  decrease  significantly  with  higher 
temperatures. In addition, if the second slope of relationship between the temperature and 
the crosslinking endpoint  is extrapolated  to – 20  °C, Figure 7 shows  that a very  important 
time period would be required before observing a change in the crosslinking state. Based on 
this observation,  it  can be  reasonably  assumed  that  sample  storage  at  –  20  °C during  24 
hours could avoid the start of the crosslinking process. 
 
To  learn  more  about  the  influence  of  the  storage  conditions  on  the  crosslinking 
process, part of the raw materials mix used for the 80 °C crosslinking experiment was stored 
at – 20  °C during 24 hours. Figure 6(b)  shows  the  crosslinking kinetic of  that  sample. The 
calculated endpoint was the same as the one calculated with the storage free experiment: 
16 minutes. Consequently, samples storage at ‐20 °C during 24 hours seems appropriate to 










monitor  the  crosslinking  process.  However,  it  is  unclear whether  the  spectral  deviations 
highlighted by  the  conformity  test are  solely  caused by  the  crosslinking process. Hence, a 
fully crosslinked sample was  thermostated at 80  °C. The entire  thermostating process was 
interfaced with  NIR  spectroscopy.  Although  the  sample  crosslinking  status  was  constant 
during the experiment Figure 6(c) shows that another process with a different type of kinetic 
was also monitored. The calculated process endpoint is 11 minutes. This result may suggest 
that  the  thermostating  process  is  also  monitored  when  calculating  conformity  tests. 








was built,  the scores of PC 3 against PC 2 are plotted  in Figure 8.  In order  to  increase  the 
percentage  of  variance  explained  by  those  PCs,  the  spectral  range  selected  for  the 
conformity  tests  was  optimized.  PC  3  classifies  the  spectra  according  to  the  reservoirs 
crosslinking status. Non‐crosslinked and fully crosslinked spectra are located respectively at 
the  top  and  at  the  bottom  of  PC  3.  Besides,  an  agreement  was  found  between  the 
conformity  test  results and  the PCA  results:  the  crosslinking endpoints determined by  the 

































°C,  the PCA  results  suggest  that  the 24 hours  sample  storage at – 20  °C did not  influence 
significantly the crosslinking process: The 2 crosslinking processes when projected on PC 3, 
the PC axis  that models  the  crosslinking process, end at  the  same  level. Besides,  the PCA 
prediction agreed with the CI method for those samples.  
 
PCA also  revealed  that  the  spectral deviations highlighted by  the CI method  for  the 
crosslinked  sample  were  caused  by  the  temperature.  Concerning  this  particular  sample, 
which crosslinking status was constant, only the results projected on PC 2 varies significantly. 







one  has  to  be  aware  that  this  is  not  a  discriminating  technique:  the  test will  take  into 
account  any  factor  that  induces  spectral  variation  regardless  of  the monitored  process. 

































type  of  raw materials were  used  for  the manufacturing.  Besides,  the manufacturing was 






effect  was  also  present  in  the  protocols:  the  batches  were  analyzed  3  times, making  3 
independent  series  of  measurements.  The  samples  spectra  were  collected  prior  to  the 
destructive  reference  HPLC  analysis.  From  the  15  batches  of  the  calibration  set,  30  NIR 
spectra were  collected.  As  the  2  spectra  from  the  same  sample were  averaged,  15  NIR 
spectra were kept  for the data analysis. As 3 series of measurement were performed, one 
series par day, the set contain a total number of 45 NIR spectra associated with 45 reference 
HPLC  measurements.  From  the  9  batches  of  the  validation  set,  18  NIR  spectra  were 
collected. Since the 2 spectra from the same sample were averaged, 9 NIR spectra were kept 
for the data analysis. As 3 series of measurement were performed, one series par day, the 























the  PMDS mixture while  the  positive  bands  located  at  4700  cm‐1  are  related  to  the API. 
















Cross‐validation  based  on  random  subsets  was  carried  out  to  select  the  optimal 






SNV was used as  the signal pre‐processing as  it  is well known  to reduce  the physical 
influence  on  the  spectrum.  This  spectral  filter  is  calculated  based  on  the  average  and 
standard  deviation  of  each  single  spectrum.  Therefore,  this  correction  is  less  sensitive  to 
























Further,  the  model  predictive  performance  was  evaluated  with  accuracy  profiles 
computed  on  the  validation  results  [38‐39].  This  approach  uses  tolerance  intervals  as 
statistical methodology that allows predicting a region of concentration where each  future 
result has a defined probability to fall. The present study focusing on the API determination 





an analytical method  is able  to quantify accurately. They are respectively  the smallest and 





be  seen  from  this  figure  that  the  validation  results  concentrations  are different  from  the 




both  low  for  the  entire  concentration  range  investigated  in  the  present  study.  It  can 







for  the 100 % while  it  is  close  to 0  for  the 80 and 120 % API  levels. The precision of  the 
method  was  estimated  by  measuring  repeatability  and  intermediate  precision  at  the  3 




















































































































80  78.0  0.4 1.1 2.2 2.9
100  98.7  0.5 1.4 2.9 2.9
120  122.9  0.4 1.2 2.3 1.9
 
The uncertainty  characterizes  the dispersion of  the  values  that  could  reasonably be 
attributed  to  the measurand  [40‐41].  Several  uncertainty  results were  estimated  and  are 
present in Table 4: the uncertainty of the bias of the method at each concentration level of 
the validation standard, the uncertainty which combines the uncertainty of the bias with the 
uncertainty  of  the  method  obtained  during  the  validation  step,  i.e.  the  intermediate 
precision standard deviation, and the expanded uncertainty with equals to the uncertainty 






Consequently,  the  method  validation  results  clearly  show  that  the  developed  NIR 
method can replace the conventional reference HPLC method.   Furthermore, compared to 
the HPLC method, which takes hours because of the tedious and time consuming extraction 






Three  critical  quality  attributes  were  checked  using  vibrational  spectroscopy.  First, 
Raman mapping was  found  to  be  a  suitable  technique  to  evaluate  the  API  homogeneity 






test  analysis,  PCA  had  the  advantage  to  discriminate  the  crosslinking  process  from  the 
heating process. The relation between the temperature and the time necessary to reach the 
crosslinking  endpoint  was  highlighted.  Finally,  a  NIR method  able  to  determine  the  API 
content  of  the  drug  reservoirs  was  developed  and  successfully  validated.  The  accuracy 
profile  calculated  on  the  validation  results  demonstrated  that  the  NIR  method  could 
efficiently  and  reliably  replace  the  actual  time  consuming  HPLC  reference  analysis.  As  a 


























To  study  the  crosslinking  kinetic,  a  Savitzky Golay  smoothing  filter prior  to  the  first 
derivative transformation was used as signal pre‐processing.  
 
The  first  derivative  transformation  was  selected  as  it  reduces  the  baseline  shifts 
between  the  spectra  occurring  during  the  crosslinking  process.  However,  such 
transformation is highly sensitive to spectral noise. Therefore, the Savitzky Golay smoothing 
filter  was  selected  to  reduce  the  spectral  noise  before  applying  the  first  derivative 
transformation. 
 























In  addition  to  spectra  visual  observation,  NIR  PCA  models  calculated  with  drug 
reservoirs thermostated at 24, 30, 36, 54 and 74 °C were built using the 3 window sizes. As 
can be seen from Table S1, the percentage of variance explained by PC 2 and PC 3 slightly 
















































loading  factor  clearly  refers  to  the  PDMS  mixture  spectrum  as  plotted  in  Figure  S3. 


















drug  reservoirs.  Thanks  are  due  to  the Walloon  Region  for  a  research  grant  provided  to 
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In  2004,  FDA described  the PAT  concept  as  “a  system  for designing, analyzing, and 
controlling manufacturing  through  timely measurements  (i.e., during processing) of critical 
quality attributes and performance attributes of raw and in‐process materials and processes, 
with  the goal of  ensuring  the  final product quality”.  This  concept  involves many  changes, 
especially  in  terms of batch  release as most of  the  conformity  tests would be  carried out 
during the manufacturing itself. Nowadays, the use of PAT is increasingly encouraged by the 
















API  raw materials directly  through 2 different  standardized polyethylene bags. The  results 
showed  that  chemical  nature  of  the  APIs  but  also  their  grades  and  providers  could  be 
identified. It was concluded that the present method consists  in the first critical checkpoint 
for  any  pharmaceutical  process.  In  addition,  as  an  example  of  API  raw  material 
polymorphism  ,  a  comparative  study  based  on  the  pre‐validation  results  showing  the 









limits. Further,  the validated method  successfully monitored  the API  concentration during 




flow chart of a pharmaceutical pellets  formulation. A  first checkpoint was  introduced after 
the  first  drying  step  to  quantify with NIR  spectroscopy  the  active  content  of  non‐coated 
pharmaceutical  pellets.  The  accuracy  profile was  used  on  the  validation  results  to  select 
among 3 NIR prediction models  the one with  the highest accuracy. Further, a NIR method 
robustness testing was successfully conducted on 2 new API concentration levels, blends of 










to  select  the most adequate model  for  the moisture  content determination, a NIR model 
that allowed to check the pellets moisture content specification in an off‐line or at‐line way. 
A  final  checkpoint  in  the pellets  flowchart was dedicated  to  the API determination  in  the 
final pharmaceutical product, coated pharmaceutical pellets,  in motion situations  found  in 
the manufacturing  line before the final packaging step. The first qualitative results showed 
that  NIR  spectroscopy  could  be  interfaced  with  various  particle  streams  found  in  the 
manufacturing  line  and  still  provide  adequate  and  reliable  qualitative  results.  Further,  a 
quantitative  application was  developed  based  on  a  specific  lab‐scale  particles  stream  of 
which accuracy was similar to off‐line methods. The previous results clearly suggested that 
quantitative  NIR methods  could  be  effectively  implemented  in‐line  and  provide  a major 
contribution in a Real Time Release quality‐based system. 
 
Finally, we  focused  on  a  polymeric  pharmaceutical  formulation:  silicone‐based  drug 
reservoir  which  is  a  rather  uncommon  pharmaceutical  formulation.  This  last  study 
highlighted  the use of NIR but also Raman  spectroscopy as PAT  tools  for  the  control of 3 
critical  quality  attributes  of  a  silicone‐based  drug  reservoir  formulation.  Raman mapping 
successfully allowed  to evaluate  the API homogeneity within  the drug  reservoir while NIR 
spectroscopy enabled the real time monitoring of the reservoirs crosslinking process. Finally, 
an  innovative  NIR  method  able  to  quantify  the  reservoirs  API  content  was  successfully 
developed and validated with  the accuracy profile approach.  It was concluded  in  this  first 





highly  reliable analytical  technique  to  control multiple  critical quality attributes of various 
types  of  pharmaceutical  formulation  within  the  framework  of  the  pharmaceutical 
development. All  the developed quantitative applications were  thoroughly validated using 
the  accuracy  profile  approach  which  demonstrated  their  adequate  accuracy  for  their 
purpose.  Based  on  these  results,  the  latter methodology  can  then  be  extended  to  the 
validation  of NIR methods. Moreover,  as  it  evaluates  the  risk  to  obtain  future  analytical 
results outside the analytical method acceptance limits, the accuracy profile approach is fully 
compliant with  the  actual  trend  in  the  analytical method  development which  is  the  risk 
assessment  (cf.  ICH  Q9).  Based  on  the  previous  considerations,  it  is  obvious  that  NIR 
spectroscopy will remain an effective PAT tool for the next years to come. The  information 











Taking  into  account  the  PAT  tools  (NIR  and  Raman  spectroscopy)  developed  in  the 
present  thesis,  a  first  process  to  be  optimized  and  validated  could  be  the manufacturing 
process  of  silicone‐based  drug  reservoirs.  For  this  particular  process,  process  parameters 
such  as  the  raw  materials  blending  speed  and  the  heating  temperature  are  known  to 
influence  the  formulation  critical  quality  attributes  (API  distribution,  crosslinking  kinetic, 
crosslinking state, drug diffusion profile). Besides, product variables such as the API particle 
size  and  moisture  content  and  the  crosslinker/catalyst  chemical  nature  and  level  of 
concentration are also impacting on the formulation critical quality attributes. 
 
Facing  the  previous  considerations,  it  is  obvious  that  a  holistic  approach would  be 
needed to map the process parameters and product variables  interactions.  In this context, 
design of experiments would be perfectly adapted to gather the data and translate how the 
combination  of  the  process  parameters  and  product  variables  affect  the  critical  quality 
attributes (CQAs). It would eventually help defining the combinations of process parameters 
and product variables  that would keep  the product performance within  the  specifications 
with a quantified guarantee for the future use of the process: the design space (cf. ICH Q8). 
That  is,  the  target  would  be  to  identify,  into  the  parameter  space,  a  region  of  reliable 
robustness.  To  provide  guarantees  of  future  quality, DS  could  be  defined  in  a  risk‐based 





responses, a Design Space would be built  from multiple  response  surfaces  to  find out  the 
process parameters that would meet the specification of all the desired product attributes. 
Multiple  response  surface  optimization  usually  involves  the  overlapping  mean  response 
approach.  This  approach  performs  as  follows:  if,  for  example,  a  process  response  is 
influenced  by  3  process  parameters,  then  this  approach will  display  the mean  predicted 
process  response  for  any  combination  of  the  3  process  parameters  within  the  defined 
parameters  range. However,  such  approach would not  take  into  consideration  the model 
uncertainty parameters:  it would not provide any  indication about how often or how well 
the process can meet  specifications with  respect  to  the  investigated  response. This would 
represent a major drawback as ICH Q8 is clearly asking for a level of assurance to meet the 





the  error  associated  to  each  model  response  prediction.  Consequently,  the  Bayesian 
predictive approach would significantly  improve  the prediction ability of  the Design Space. 
The  calculated Design  Space DS would  allow  to  define  a  robustness  area which  could  be 









For  that purpose  and because of  their  frequent use  in  the Pharmaceutical  Industry, 


































the  potentiality  of  NIR  spectroscopy  for  the  study  of  various  types  of  pharmaceutical 
formulations.  Parallel  to  the  development  of  quantitative  NIR  applications,  a  secondary 




polyethylene  bags  the  API  raw  materials  being  dispatched  in  a  pharmaceutical 
manufacturing  line.  The  results  showed  that  chemical  but  also  grade  and  provider 
identification  could  be  achieved.    Further,  as  a  specific  case  study  of    API  raw material 
polymorphism,  the  interchangeability  between  NIR  spectroscopy  and  X‐Ray  powder 
diffraction was demonstrated for the quantification of pure crystalline form II of fluconazole 
in binary polymorphic mixture (form II + III). It was then concluded from this part of our work 







future  results will  be  included within  the  ±  5 %  acceptance  limits.  Further,  the  validated 
method allowed  successfully  to monitor  the API concentration during  the mixing between 
lab‐scale samples.  
 
Further,  following  the  pharmaceutical  pellets  process  flow  chart,  an  «off/at‐line» 
method  able  to determine  the API  content of  the non‐coated pellets was developed  and 





API evaluation was  investigated. NIR  spectroscopy was able  to qualitatively assess  the API 































occasion  les potentialités de  la  spectroscopie NIR pour  le  suivi de principes  actifs  tant  au 
niveau  de  leur  identification  primaire  que  de  leur  quantification  au  sein  de  différentes 
formulations pharmaceutiques. Parallèlement à  cet objectif, nous  voulions  appliquer mais 
aussi  et  surtout  évaluer  l’intérêt  du  profil  d’exactitude  pour  la  validation  des méthodes 
quantitatives en spectroscopie NIR. 
 
Dans  un  premier  temps,  nous  nous  sommes  attelés  au  développement  d’une 
méthodologie  qualitative  en  spectroscopie NIR  pour  l’identification  au  travers  de  sacs  en 
polyéthylène  de  différents  principes  actifs  présents  dans  une  zone  de  production 
pharmaceutique.  Les  résultats  obtenus  lors  de  cette  étude  nous  ont  permis  de montrer 
qu’en plus d’une  identification  chimique, une  identification de  la qualité et des différents 
fournisseurs  de  principe  actif  étaient  également  possibles.  Par  la  suite  nous  sommes 
intéressés  au  cas  plus  particulier  d’un  principe  actif  présentant  un  phénomène  de 
polymorphisme. Nous  avons démontré  l’interchangeabilité existant entre  la  spectroscopie 
NIR  et  la  diffraction  aux  rayons  X  pour  la  quantification  de  la  forme  cristalline  II  du 
fluconazole dans des mélanges binaires de  formes cristallines  (formes  II et  III). A  l’issue de 
ces  premières  études,  il  apparaît  clairement  que  de  telles  méthodes  constituent 
indéniablement  un  premier  point  de  contrôle  PAT  adapté  aux  procédés  de  fabrication 
permettant  d’éviter  assez  facilement  toute  mauvaise  utilisation  des  matières  premières 
pharmaceutiques. 
 
Par  la  suite,  nous  nous  sommes  plus  spécifiquement  attachés  à  l’étude  des 




faiblement  dosés  en  paracétamol  (2  %  (m/v)).  Sur  la  base  des  résultats  de  validation, 
l’utilisation  du  profil  d’exactitude  nous  a  non  seulement  permis  de  visualiser  les 
performances  analytiques  de  la  méthode  NIR  sur  toute  la  gamme  de  concentration 
envisagée mais aussi de garantir qu’au moins 95 % des  futurs  résultats seraient compris à 
l’intérieur  des  limites  d’acceptation  fixées  à  ±  5 %.  De  plus,  cette méthode  NIR  nous  a 
également  permis  de  suivre  directement  la  concentration  en  paracétamol  pendant  le 
mélange de différents sirops, simulant de la sorte un procédé industriel pour forme liquide. 
 









validation  et  sur  des  lots  industriels.  Sur  la  base  de  ces  résultats,  nous  pouvons 
raisonnablement affirmer que  la méthode de référence (HPLC) pourrait être remplacée par 
la méthode NIR pour ce type contrôle. De plus, cette interchangeabilité ne s’arrête pas là. En 
effet,  avant  l’étape  de  conditionnement  des  pellets  enrobés,  leur  teneur  en  eau  a  été 
déterminée  à  l’aide  d’une méthode  NIR  « off/at‐line »  également  complètement  validée 
tandis que la faisabilité d’une méthode NIR « in‐line » capable de doser la teneur en principe 
actif  a  aussi  été  investiguée  avec  succès.  En  effet,  la  spectroscopie  NIR  nous  a  permis 
d’étudier une grande variété de flux particulaires de pellets enrobés lors du développement 






à  savoir un  réservoir polymérique à  libération prolongée. Dans  le  cadre de  cette dernière 
étude, la spectroscopie NIR nous a permis de suivre en temps réel l’étape de réticulation du 
réservoir et la spectroscopie Raman de visualiser  la distribution du principe actif au sein de 
ce  dernier.  Enfin,  comme  dans  les  études  précédentes,  une méthode NIR  originale  a  été 
développée et validée pour  la détermination de  la teneur du principe actif. L’utilisation du 
profil  d'exactitude  nous  a  à  nouveau  permis  de  prouver  que  la  méthode  NIR  pourrait 




confirmer  l’intérêt  de  la  spectroscopie NIR,  en  tant  qu’analyseur  PAT  compliant,  pour  le 
contrôle  des  caractéristiques  critiques  d’une  large  gamme  de  formulations 
pharmaceutiques.  Ils nous ont également permis de prouver que  l’approche de validation 
basée sur le profil d’exactitude était parfaitement transposable à la validation des méthodes 
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